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The instrument will furnish fiandamental information in the following specified 

areas : 

+ + + ++ ++ 

a) The densities of H , He , O , He , and O in the ionosphere, plasma- 
sphere, plasma trough, and polar cap. This includes the density distribution along 
B in the vicinity of the satellite apogee. 

b) The temperature of H^, He^, O^, He^^, and ions in the ionosphere, 
plasmasphere, plasma trohgh, and polar cap (energy range 0 to 50 eV) . . 

c) The bulk flow velocities of H^, He^i G^, He^"*^, and in the plasmasphere , 
plasma trough, and polar cap. 

d) The changing character of the cold plasma density, temperature, and bulk 
flow in regions of interaction with hot plasma such as at the boundary between the 
plasmasphere and the ring current. 

e) The detailed composition of ionospheric plasma in the 1 to 32 amu range. 


3.0 INSTRUMENT DESCRIPTION 

The DE-1 RIMS consists of four instrument assemblies interconnected to form 
one experiment. Three of the assemblies are sensor heads and one is the central 
electronics shown in Figure 1. The three heads are labeled according/ to their mounting 
axis on the DE-1 spacecraft ; radial, J-Z, and -Z. The central electronics assembly 
(CEA) provides the spacecraft interface, all data processing, command decoding, and 
complete timing control of the entire RIMS experiment. Each sensor head contains a 
RPA with a two-channel IMS moiinted directly behind it. Surrounding and attached to the 
entrance to the sensor head is a 20-cm circular aperture plane. The plane is connected 
to a relay which' can, by spacecraft major mode relay command, connect it to either 
spacecraft chassis ground or to the aperture potential power supply output. The 
aperture potential power supply can be set, by spacecraft minor mode A command, to 
0, -2, -4, or -8 y. 

The retarding grid of the RPA is connected to the retarding potential power 
supply through a shielded conductor. The retarding potential may be set to any one 
of 1024 steps from 0 to +51.15 V. The RPA collector plate is connected through a 
co-axial cable to a 5-decade logarithmic amplifier. The reference voltage for the 
front end of the log amp is the output of the aperture potential power supply. The 
output of the log amp is converted, by command from the CEA, to, a 10-bit digital 
word using an analog/digital (A/D) converter. The digital word is held in a holding 
register until the CEA is ready to read and process this data. 

The two-channel IMS uses channel electron multipliers (CEMs) as detectors. 

The two CEMs in each sensor head are powered by a single multiplier high-voltage 
power supply which can be set , by spacecraft minor mode 'A* command , to any one 
of four voltages, -1200, -2100, -2400, and -2800 V. The IMS accelerating voltage 
comes from a sweep high-voltage power supply that can be addressed to any one of 
4096 steps between 0 and -2250 V. 

The output of each detector is connected to a pulse amplifier whose output is 
sent to a level detector. The discrimination level can be set to a high or low value 
by spacecraft minor mode 'A' command. Pulses from the discriminator are coupled 
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Figxxre 1. The three RIMS sensor heads and the central electronics assembly showing the 
narrow field of view for the radial head and its aperture plane. 



to an 18-stage binary counter. Four bits of the counter are located in each head, 
and the other 14 bits of each accumulator are located in the CEA. 

3. 1 Configuration 

The RIMS instrument consists of four packages, three sensor heads and a CEA. 
One head is mounted to look radially out of the spacecraft perpendicular to the space- 
craft spin axis while the other two look along the ±Z (spin) axis as shown in Figure 2 

PWl 

r WIRE 



Figure 2. Sketch of the DE-1 spacecraft showing the location of the RIMS ±Z 
and radial sensor heads together with the angular field 
of view of each sensor. 
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Figure 4. Schematic diagram of the RIMS sensor head showing the entrance 
aperture, RPA grids, ion collector plate, the mass analyzer, and 
the slits which define ^the ion path. 

Those ions passing into the mass analyzer are sorted according- to their charge 
to mass ratio. The proper combination of ion accelerating voltage, magnetic field 
strength, and ion beam radius in the magnetic field determines the mass of the ion 
focused on each collector slit. Varying the ion accelerating voltage varies the ion 
mass detected. Ions of mass 1 to 8 amu and 4 to 32 amu can be focused on the low 
and high mass slits, respectively. Ions exiting the collector slits are counted by the 
CEM detectors. The ion mass range is also programmable by a minor mode command 
(paragraph 4. 6. 2. 5). Any 32 of 4096 voltage steps may be selected. AH 32 steps 
may be the same, in which case the mass analyzer will be locked onto a given set of 
mass peaks having the ratio 1:4. For example, the most likely combination will be 

1 and 4 amu (H^ and He^) , 2 and 8 amu, or 4 and 16 amu. The fixed mass analyzer 
mode will generally be used when the RPA analysis is being done, 

3. 2 Mechanical 

Figures 5 and 6 are outline drawings of the central electronics and sensor 
packages, respectively. Figure 7 shows the, location of the packages in the space- 
craft. The total weight of the RIMS instrument is 13.06 kg as follows: R sensor 

3.38 kg, +Z sensor 3.49 kg, -Z sensor 3.48 kg, and the CEA 2.71 kg. The sensor 
and CEA housing are aluminum coated with alodine 1200S. All outer surfaces of the 
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VIEW A-A 
(TAKEN AT X = 360®) 


VIEW B-B 

(TAKEN AT X = 330®) 


Figure 7. Location of the RIMS packages in the DE-1 spacecraft. 

three sensor heads except the bottom and back were black anodized for thermal con- 
trol. The CEA was black anodized except for the top and bottom surfaces. All RIMS 
svirfaces exposed to space are gold plated. The back of the aperture plane is black 
anodized. 

3, 3 Electrical 

The electronics of the RIMS sensor heads are identical and interface with the 

CEA. 

3.3.1 Sensor Electronics 

Figure 8 is a schematic block diagram of the RIMS sensor head electronics show- 
ing the flow of control signals, sensor voltages, and signal paths. Each circviit unit 
is described in the following paragraphs. 

3. 3.1.1 Mass Program Power Supply 

The mass sweep potential is generated by this circuit in the range of 0 to 
-2250 Vdc. Primary power is the spacecraft -24. 5 Vdc. Twelve bits coming serially 
from the central electronics control this power supply outpiat. 

An oscillator operating at approximately 34 kHz has its output coupled through 
a step up transformer and voltage quadrupler to produce the reqxiired high voltage. 
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two levels to accommodate changes in noise level. One stage of gain follows the dis- 
criminator and feeds a Schmitt trigger which decreases the transition time of the 
resulting pulses. The pulses are then fed to the binary counter. 

3. 3. 2 Central Electronics 

Figure 9 is a functional schematic block diagram of the central electronics box. 
This diagram shows the interface signals with the DE-1 spacecraft. The data outputs 
are synchronized to the telemetry minor frame rate. Each circiiit function is described 
in the following paragraphs. 
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Figure 9. Schematic block diagram of the RIMS CEA showing the control 
elements which drive the three sensor heads and the interface 

to the DE-1 spacecraft. 
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3. 3.2.1 Low Voltage Power Supply 

Three basic functions are performed by the low-voltage power supply (1) con- 
ditioning the incoming power, (2) isolating it from the instrument low voltages, and 
(3) regulating those low voltages. 

Incoming -24.5 Vdc power passes through a turn-on-transient limiting circuit 
before being chopped in a 20-kHz driven inverter. This chopper frequency is derived 
from 80 kHz discrete flip-flop whose output is divided by 4. Outputs of the inverter 
are (1) ±12 Vdc (unregulated and referenced to aperture plane voltage), (2) two +25 
Vdc lines, (3) ±15 Vdc to ±12 Vdc regulators, and (4) ±55 Vdc (unregulated). One 
of the +25 V outputs goes to the 5-V switching regulator. The ±12-V regulators are 
linear I.C. types utilizing external boost transistors for additional current carrying 
capability. 

o 

3. 3. 2. 2 Retarding Potential Power Supply 

Output range of this supply is 0 to +51.15 V in 50-mV steps when in the pro- 
gram mode. This voltage range is covered in 75-mV steps when in the fixed scan 
mode and is non-programmable. This range is referenced to the aperture grid poten- 
tial in both modes. Input control is a 10-bit signal for either mode from the CEA. 

The digital control is fed to a D /A converter whose reference is either 5.12 V 
for 50 mV steps in the programmable mode or 7.68 V for 75 mV steps in the fixed 
scan mode. The D7A output goes to a differential amplifier and is summed with an 
aperture grid reference signal to produce a retarding potential referenced to aperture 
potential. Following the differential amplifier is a two-stage transistor amplifier. 

3. 3. 2. 3 Aperture Grid Power Supply 

A 2-bit command is used in controlling this power supply which has the follow- 
ing output voltages: 0, -2, -4, and -8 Vdc. Output voltage is compared to a 

reference through selectable resistors to achieve control. A high-current output 
stage provides a low impedance for other circuits referenced to this power supply. 

3. 3. 2. 4 Memory Control 

The memory control assembly does all read/ write operations and monitors the 
health of the memory. All minor mode 'B' commands are received by this assembly 
and it keeps the master sequencer updated as to its status and health. This assembly 
also generates the fixed scan address for the retarding potential power supply. 

3. 3. 2. 5 Data Accumulators 

This assembly contains the six accumulators and holding registers associated 
with each IMS channel. Each accumulator data is multiplexed into the data compressor 
to be output. 

3.3.2. 6 Data Compression 

This assembly contains the circiaitry for compressing each accumulator output 
into a 10-bit base 2-floating point number (6-bit mantissa and 4-bit exponent) for 
output into the telemetry buffers. This assembly also contains the major mode 
command circuits and status bits. 
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3. 3. 2. 7 Housekeeping and Telemetry Buffers 

Instrument health and monitor outputs are received by this assembly and multi- 
plexed into an A/D for conversion to an 8-bit telemetry word. This assembly contains 
all telemetry data buffers for the instrument. 

3. 3. 2. 8 Data Selector and Instrument Control Register 

This assembly receives the minor mode 'A' command and stores 4t in the Instru- 
ment Control Register (ICR). This register contains all information needed to recon- 
figure the instrument and to select various combinations of data outputs to be loaded 
into the telemetry buffers. 

3. 3. 2.9 Master Sequencer 

The master sequencer is the controlling assembly for the RIMS instrument. It 
sequentially determines when all circuits are to perform their various duties and keeps 
a status check on all commands and timing reqijired to maintain instrument health and 
operation. All data collection and processing by the RIMS instrument is under the 
control of this assembly. 

3. 4 Definition of Terms 

The following terms are defined in accordance with their usage in describing 
the RIMS. 

3.4.1 Instrument Cycle 

The instrument cycle is 32 data samples from each data source. The RIMS 
completes one instrument cycle each 0.5 sec (32 quarter minor frames or 8 minor 
frames). 

3.4.2 Measurement Interval 

Each data sample represents a period of 1/4 minor frame (15. 625 msec). This 
interval consists of an integration interval and a data processing interval. 

3. 4. 3 Integration Interval 

During the measurement interval, the IMS accumulators are active for a period 
of 12 msec. 

3. 4. 4 Data Processing Interval 

This period of 3. 625 msec is used to process the data accumulated during the 
integration interval and to establish the mass voltage and retarding voltage for the 
next integration period. 


4.0 INSTRUMENT FUNCTIONAL DESCRIPTION 

The RIMS operating sequence is controlled by an internal memory in the CEA 
which is programmed by ground command. This feature is mandated by the versa- 
tility of the instrument and the intrinsic variability of the plasma it is designed to 
analyze. 
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4.1 Instrument Mode Commands 

There are nine major mode commands furnished by the spacecraft to the RIMS 
instrument. The commands are listed below along with their function. 

4.1.1 Major Mode Relay Commands 

The RIMS experiment receives four major mode relay commands. 

4. 1.1.1 Radial Aperture Plane- Grounded 

The radial aperture plane- grounded (RAPG). command sets the relay in the 
radial head to the grounded plane position (chassis ground). This relay has two 
sets of contacts. One set is used to control the aperture plane, and the other set is 
used as flags for the spacecraft and the CEA. The spacecraft flag is sent directly 
through the CEA to the telemetry. The CEA flag is used in a status word of teleme- 
try word 7. This command is sent automatically by the spacecraft at RIMS Power ON 
and RIMS Power OFF. 

4. 1.1.2 Radial Aperture Plane Programmed 

The radial aperture plane progframmed (RAPP) command sets the radial aperture 
plane relay to the programmed position connecting the plane and the entire sensor 
head to the aperture potential power supply. 

4. 1.1. 3 Z Aperture Planes- Grounded 

The Z aperture planes grounded (ZAPG) command sets the J-Z and -Z aperture 
plane relays to the grounded plane position (chassis ground). Each head has a 
separate relay but this command is routed to both heads. Separate +Z and -Z flags 
are the same as the radial head relay flag and this command is also automatically sent 
by the spacecraft at RIMS Power ON and RIMS Power OFF. Only the +Z CEA flag is 
used in the status word of telemetry word 7. 

4. 1.1. 4 Z Aperture Planes-Programmed 

The Z aperture planes programmed (ZAPP) command sets the ^Z and -Z relays 
to the programmed position, connecting the aperture plane and the entire sensor head 
to the aperture potential power supply. 

4.1.2 Major Mode Logic Commands 

The RIMS experiment receives five major mode logic commands. 

4. 1.2.1 Radial High Voltage Enable 

The radial high voltage enable (RHVE) command sets a control bit in the CEA 
which waits for the next 1 sec synchronization pulse (1 pps) before sending the 
'HIGH VOLTAGE ON' logic level command to the radial head. Tliis bit is also used in 
the status word. 

4. 1.2.2 +Z High Voltage Enable 

The +Z high voltage enable (PZHVE) command is used the same as the RHVE 
command. 
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4. 1.2. 3 -Z High Voltage Enable 

The -Z high voltage enable (NZHVE) command is used the same as the RHVE 
command. 

4. 1.2. 4 Fixed Scan Enable 

The. fixed scan enable (FSCAN) command sets a control bit in the CEA. When 
the next V pps pulse occurs, the fixed scan generator is activated. This bit is also 
used as a flag bit in the status word. 

4. 1.2. 5 Memory Dump 

The memory dump (MDUMP) command sets a control bit in the CEA. When the 
next 1 pps pulse occurs, a dump of the RIMS memory begins. This bit is also used 
as a flag bit in the status word. The duration of a memory dump is. 2 sec. 

4.1.3 Minor Mode Commands 

Two minor mode commands are received by the RIMS instrument. 

4. 1.3.1 Minor Mode 'A' 

The RIMS minor mode 'A' command is a 32-bit serial word that is received and 
stored in a command register. The trailing edge of the command envelope sets a 
control bit indicating a new command is ready to be loaded into the instrument control 
register at the next 1 pps pulse. 

4. 1.3. 2 Minor Mode 'B' 

The RIMS minor mode 'B' command is a 32-bit serial word that is received and 
stored in a command register. This command is used exclusively for loading the 
32-word instrument memory. The sequence of 32 words | sets up the mass spectrometer 
and RPA steps that will be executed during the instrument cycle. The leading edge 
of the command envelope sets a memory load control bit which disengages all access 
to the memory by the instrument master sequencer and places the instrument in the 
calibration mode during this time. The trailing edge of the command envelope sets 
another bit that starts the memory write sequence. TTie memory load control bit can 
be reset by a bit in the command word or it will automatically reset 2 sec after the 
first command is received. 

4. 2 Telemetry Word Assignments 

The RIMS instrument is assigned 26 8-bit telemetry words. These words and 
their positions within the minor frame are shown in Figure 10. Five groups of 5 each 
telemetry words (8 bit) are used, and each group is considered a telemetry channel 
by the RIMS processor. Each telemetry channeT contains 4 eacli 10-bit instnament 
words. 

4.3 Master Sequencer 

The master sequencer is the controlling circuit for all functions within the RIMS 
instrument. It generates the necessary timing instructions to configure the instru- 
ment operation modes, accumulate and process all data, and decode and execute the 
spacecraft commands. It consists of a closed loop sequencer which lias a possible 
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TM A - INSTR/MODE/DATA FORMAT- WORD 7 


TM B - RADIAL LM IMS 
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TM F - RPA MULTIPLEXED 


- WORDS 25-29 
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- WORDS 105-109 

- WORDS 121-125 

- WORDS 89-93 


Figiire 10. DE-1 telemetry word with the RIMS telemetry assignments. 

12 branches, making up to 19 decisions and executing from 40 to 60 timing commands 
each time around the loop. The sequencer starts the loop at the 64 pps mark. Figure 
11 is a flow diagram of the master sequencer. 

4.4 Data Accumulators 

RIMS has three sensor heads with two IMS channels per head totaling six 
channels of IMS data as shown in Figure 12. The output of each channel pre-scalar 
(located in a head) is sent via shielded cable to their respective data accumulator. 

Each CEA accumvilator is a 14- bit binary counter with an 18- bit holding register 
attached in parallel. The four pre-scalor bits are input in parallel directly from each 
sensor head channel. When the integration time has expired at the 64 pps pulse, the 
master sequencer stops the accumulator, transfers and latches all six channels of IMS 
data into their respective holding registers. When data processing is completed, the 
accumulators are reset and are free to begin a new accumulation. 

4.5 Data Compression 

The data compression circuitry consists of a 4-bit counter, an 18-bit shift 
register, a sequencer, and a 10-bit output buffer. The master sequencer serially 
shifts the contents of an accumulator holding register into the compression register. 

The compression sequencer is now commanded, by the master sequencer, to begin the 
data compression. The contents of the compression register are shifted to the right 
until the most significant bit (MSB) contains a '1' or until 11 shift pulses are counted. 
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Figure 11. RIMS master sequencer simplified flow diagram. 
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a) the shift count is less than 11, the 6 bits after the MSB are parallel 
loaded into the 6 MSBs of the output buffer. The 4-bit shift count is then parallel 
loaded into the remaining 4 bits, with the MSB first. 

b) the shift count is 11 and the MSB is a '1', the output buffer is loaded 
the same as (a). 

c) ^ the shift count is 11 and the MSB is a 'O', then the shift counter is 
advanced by one making the shift count now 12. The output buffer is then loaded 
the same as (a). 

The MSB of the compression register is never used in the output word. The 
decompression formula is therefore: 

If S < 12, then num - (D d- 64) x 2^^^ ' 


If S = 12, then num = D 


where 


D is the 6 bits of data 
S is the 4 bits shift count. 


After the 10-bit compressed vvord i,s /assembled in the. output buffer the master 
sequencer is signaled that compression of this accxuiiulator is finished. The master 
sequencer then serially shifts the contents of the output buffer through the data 
selector circuit into the appropriate telemetry buffer or into the bit bucket. 

4. 6 Data Selector 

Each RIMS sensor head has three data outputs , the RPA and high and low mass 
IMS channels as shown in Figure 12. The RIMS sensors therefore output 9 measure- 
ments each 174 frame or 36 instrument words (10-bit words) per telemetry minor frame. 

Since a telemetry channel (40 bits) can only contain 4 instrument words (10 
bits), only 20 of the 36 (4 instrument words x 5 telemetry channels) instrument words 
may be loaded into the telemetry channels each telemetry frame. Table 2 provides a 
listing of telemetry word assignments. 

4. 6. 1 Telemetry Channel Assignments 

The RIMS instrument has 6 telemetry channels, A through F as shown in 
Figure 10. Channels A, B, and C are fixed and cannot be changed and are: 

Channel A (telemetry word 7) Housekeeping and status 

Channel B (telemetry words 25 through 29) Radial IMS low-mass channel 

Channel C (telemetry words 57 through 61) Radial IMS liigh-mass channel 
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TABLE 2. TELEMETRY WORD ASSIGNMENTS 


Sensor 

Designation 

Output Bits 
per 174 main 
frame 

Output Bits 
per main 
frame 

Telemetry 

Channel 

Telemetry 
Words 
per main 
frame 

Housekeeping/status 

HS 

- 

8 

A 

fv 

1 

Radial Low Mass 

RL 

10 

40 

B 

5 

Radial High Mass 

RH 

10 

40 

C 

5 

+Z Low Mass* 

Z1 

10 

40 











D 

5 

+Z High Mass* 

Z2 

10 

40 





-Z Low Mass* 

Z3 

10 

40 











E 

5 

-Z High Mass* 

Z4 

10 

40 





Radial RPA** 

T1 

10 

40 




+Z RPA** 

T2 

10 

40 


F 

5 

-Z RPA** 

T3 

10 

40 
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*Any two of these outputs are input into TM channels D and E. 


**Any one of these outputs is input into TM channel F. 

The Z sensor heads IMS outputs have been assigned Z numbers for convenience 
and clarity: 


Z1 = +Z LM channel 
Z2 = +Z HM channel 
Z3 — -Z LM channel 
Z4 = -Z HM channel 


The three RPA outputs, radial, J-Z, and -Z, have been assigned T numbers 
as follows : 


T1 = Radial RPA 
T2 = +Z RPA 
T3 = -Z RPA 
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Telemetry channel D (telemetry words 105 through 109) and channel E (teleme- 
try words 121 through 125) in Figure 10 are read by telemetry as /separate channels, 
but they are loaded by the master sequencer as one 80-bit telemetry register when 
the instrument is in the IMS mode. Since the '’four Z IMS channels output data each 
1/4 frame, 16 instrument words are available each minor frame. Since channels D 
and E can only hold 8 instrument words, only two of the foijr Z channels may be 
loaded each 174 frame. Selection of the two channels is made by minor mode 'A' 
command. Also within this command, an alternate pair of Z channels must be selected 
The initial pair of Z channels is loaded into the telemetry register for a selected 
number of minor frames and then the alternate pair is loaded for. the same number of 
minor frames. The possible output channels and their associated telemetry words are 
shown in Table 2. 

The number of minor frames that each pair of Z heads output is controlled by 
the Toggle rate bits of the minor mode 'A' command. The toggle rate choices are 8, 

4, 2, and 1 minor frames. Since 16 minor frames equal 1 sec, the settings are 
synchronized with the 1-pps pulse. 

For example, if the initial pairs were Z1Z3 and the alternate pairs were Z2Z4 
and the toggle rate was 8, then, starting with the first accumulation after the 1-pps 
pulse, Z1Z3 would be loaded into telemetry channels D and E for 8 minor frames then 
Z2Z4 would be loaded for 8 minor frames. 

An RPA output is loaded into telemetry channel F. Three RPA data words are 
generated each 1/4 frame but telemetry channel F can hold only one of these words. 
Therefore the initial T output is selected by minor mode 'A' along with the alternate 
T selection. The toggle rate is also controlling the number of minor frames of initial 
T before switching to the alternate T output. Remember, minor mode 'A' commands 
are only loaded into the instrument control register at the T-pps pulse i 

The initial and alternate pair selection of the IMS data words is accomplished in 
the data selector circuitry. The six IMS data accumulators are stacked in the same 
order as the Z channel assignments, i.e. , Z1 data is fed to accumulator 1, Z2 to 
accumulator 2, etc. Accumulator 5 contains the radial low-mass data and accumulator 
6 contains the radial high-mass data. The data selector contains four gates assigned 
1 through 4. . Two of these gates are allowed to open by either the initial setting or 
the alternate setting. The output of these four gates |is combined to form one of the 
input lines into the telemetry channel D and telemetry channel E buffers. 

The master sequencer compression routine transfers each accumulator, in order, 
into the data compression register and upon completion of the compression, tries to 
open the appropriate gate to transfer the output buffer contents into the telemetry 
buffer. When a selected Z value matches the accumulator number the gate will open 
and the data word is loaded into the telemetry buffer. Accumulator 5 is always 
loaded into telemetry channel B and accumulator 6 is always loaded into telemetry 
channel C. 

The RPA data initial and alternate selection is done by opening one of three 
gates, one for each sensor head. The master sequencer serially shifts all three RPA 
data words simultaneously to these gates. One of these words will pass through the 
open gate into the telemetry channel F buffer. 
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4.6.2 Instrument Modes 

The five major hardware modes into which the RIMS can be commanded and their 
hierarchy are given ihiTable 3. The following paragraphs define the contents of each 
telemetry channel for the instrument modes. 

TABLE 3. RIMS HARDWARE MODE HIERARCHY 


Mode 

Channel B 

Channel C 

Channel D 

Channel E 

Channel F 

1. 

Memory Load 

CAL 

CAL 

CAL 

CAL 

BKG 

2. 

Memory Dump 







(IMS Mode) 

RLM 

RHM 

Z PAIRS® 

Z PAIRS® 

MEMORY 


(RPA Mode) 

RLM 

RHM 


T3^ 

MEMORY 

3. 

RPA 

RLM 

RHM 

T2^ 

T3'^ 

Tib 

4. 

Cyclic 

RLM 

RHM 

Z PAIRS^ 

Z PAIRS^ 


5. 

IMS 

RLM 

RHM 

Z PAIRS® 

Z PAIRS® 

T® 


CAL — Calibration 


BKG — Background 
a - Programmable by minor mode 
b - Fixed 

4.6. 2.1 Memory Load Mode 

The RIMS internal memory can only be loaded by minor mode 'B' commands. 

When the first minor mode ’B' command is received, the control bit "ML" is set. The 
master sequencer then sets the internal 'calibrate bit' which sends the retarding 
potential power supply to 55 V and switches the internal timing clbck into the pre-amps 
as calibrate pulses. These^ pulses are counted and processed as data pulses thereby 
checking the data processing circuitry from end-to-end on aH IMS channels. The 
RPA output should read only background counts while the 55 V retarding potential is 
applied to the retarding grid. 

4. 6. 2. 2 Memory Dump Mode 

When the memory dump command is received^ starting at the next 1-pps pulse, 
telemetry channel F will contain the contents of memory address 0 as shown in Figure 
13. This will occur regardless of which mode, IMS, RPA, or Fixed Scan, the instru- 
ment is in. During a memory d\imp, memory is read each 174 frame but the address 
is incremented by the master sequencer only at the minor frame mark. Memory con- 
tains 32 nouns, therefore it will take exactly 2 sec (32 x 0.0625) for jnemory to dump. 
The 1-pps memory address reset does not occur during a memory dump. An automatic 
memory dump occurs every 256 sec. 
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4.6. 2.3 RPA Mode 


This mode is set by a bit in the minor mode 'A' command word. The data from 
the +Z and -Z IMS channels are not loaded into the telemetry buffer. Telemetry 
channel D is loaded with the +Z RPA data, telemetry channel E is loaded with the -Z 
RPA data, and telemetry channel F is loaded with the radial RPA data. The initial 
and alternate setting and the toggle rate have no effect. 

4. 6. 2. 4 Cyclic Mode ' 

The cyclic mode is set by the initial T bits of the minor mode ’A' command. 

This mode commands the instrument to cycle through the three heads and load fixed 
sets of data into the telemetry buffers. Starting with the first integration period 
after the 1-pps pulse, T1 data is loaded into telemetry channel F and Z1 and Z3 data 
is loaded into telemetry channels D and E; then T2 is loaded into telemetry channel F 
and Zl and Z2 into telemetry channels D and E; then T3 is loaded into telemetry 
channel F and Z3 and Z4 into telemetry channels D and E. This cycle repeats as 
long as this mode is in effect. The cycle speed is controlled by the toggle rate. If 
the toggle rate is 4, then T1-Z1Z3 are loaded for four minor frames than T2-Z1Z2 are 
loaded for four minor frames, etc. When this mode is in effect, minor frame 1 and T1 
data only synchronize together every 3 sec, regardless of the toggle rate. Note: 

You must be able to determine by status flags (telemetry word 7) when this mode 
begins due to the 3 sec sjmchronization with minor frame 1. 

4. 6. 2. 5 IMS Mode 

This is the normal operating mode for the RIMS. Telemetry channels B and C 
contain the radial IMS data channels. Telemetry channels D and E contain the selected 
pairs of +Z and -Z data channels and telemetry channel F contains one of the RPA 
outputs from either of the three heads. This is the turn-on mode for the RIMS. 

Figure 14 shows the complete turn-on default configuration. 

4. 7 Housekeeping and Status Multiplexer 

The housekeeping and status multiplexer consists of a 16- channel multiplexer, 
a 4-bit counter, a 2X amplifier, an A7D converter, and associated circuitry to 
parallel input the status information from the instrument as sliown in Figure 15. The 
counter is synchronized to the 1-pps pulse and is incremented by tbe minor frame 
mark (16 pps). The first four positions of the mviltiplexer contain 32 bits of status 
information which are parallel loaded 8 bits per word into the telemetry channel A 
output buffer. Positions 5 through 15 contain the monitors for the instrument. As 
the multiplexer counter is advanced by 1, a 0 to +5 V analog monitor is input into the 
2X amplifier. The output of this amplifier is a 0 to 10 V monitor signal tbat is then 
converted by the 12-bit A7D converter. The 8 MSBs are serially loaded into the 
telemetry channel A output buffer. Position 16 is a spare and will always read 0. 

4. 8 Memory 

The RIMS instrument contains an in-flight memory which can be programmed. 

The random access memory (RAM) is configured as 32 words of 24 bits each. A word 
consists of a 10-bit retarding potential power supply address (RPA noun) , a 2-bit 
separator, and a 12-bit IMS sweep power supply address (IMS noun). 
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Figure 15. Telemetry word 7 mtiltiplier position assignments. 






The RIMS memory can only be loaded by the minor mode 'B' command from the 
spacecraft. The minor mode 'B' command is a 32-bit serial word that contains four 
basic pieces of command data (1) the memory dump bit, (2) the memory load clear 
bit, (3) the memory address (5 bits), and (4) the nouns to be loaded into memory 
(24 bits) as shown in Figure 16. 

I 

The leading edge of the minor mode 'B' command envelope sets a memory load 
bit indicating to the master sequencer that loading of memory has begun and address- 
ing or reading of memory is not to be executed by the master sequencer until this 
bit is cleared. 

The trailing edge of the envelope sets the start bit of the memory write 
sequencer. This sequencer transfers the address portion of the command into the 
address register, closes the tri-state switches presenting the nouns to memory input, 
and then the proper write pulses to write into memory. 

If bit No. 31, the 'memory load clear' bit, shown in Figure 16 is set to a '!' 
the 'ML' bit is then cleared after the write cycle and memory is again available to the 
master sequencer. If bit 31 is a 'O' then the 'memory write sequencer' waits for the 
next command word. Thirty-two minor mode 'B' command words are required to 
completely load memory. 

If bit 32, 'memory dump request,' is also a '1' when bit 31 is a '!', then 
memory loading stops and a memory dump begins at the next 1-pps pulse (Fig. 16). 

When the master, sequencer detects that the memory load bit is a it also sets 
the 'CAL' bit which commands the retarding potential power supply to 55 V preventing 
ions from entering the IMS., and allows the calibrate pulses to enter the front end of 
the pulse amplifiers on all three sensor heads. The calibrate output should read 1850 
to 1950 counts per integration. 

An auto reset counter is started when the memory load bit is first set. This 
counter counts minor frame mark pulses and if the count reaches 32 before the 
memory load bit is cleared, the memory load bit is automatically cleared. If memory 
is still being loaded by command, the next command envelope will set the memory load 
bit back to a '1' and the counter will restart from 'O'. This counter prevents instru- 
ment hangup in CAL mode (memory loading) if the last command word does not con- 
tain a '1' in bit 31 (memory load clear). Any number of minor mode 'B' commands 
may be sent. However, the last command should contain a in bit 31 to clear the 

memory load bit allowing the master sequencer to again access the memory. 

The minor mode command clock is asynchronous to all other clocRs. This simply 
means that a command word may be received anytime. However, the master sequencer 
is controlling when memory is accessed and when the calibrate pulses are input, 
therefore, memory access will begin at the next 64-pps pulse (1./4 frame mark) after 
memory load clears. Memory address will not be synchronized until the next 1-pps 
pulse. 

4. 9 Memory Mode 

The memory mode is controlled by the 2 bits in the minor mode 'A' command 
as shown in Figure 14. The RIMS memory contains an IMS noun (sweep address) 
and a RPA noun (retarding potential address) at any one of 32 addresses within tlie 
memory. In all memory modes, both nouns are read from the memory address of the 
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Figure 16. Minor mode 'B' command word. 




address register into their respective buffers. If the memory mode is NORMAL, both 
nouns are simultaneously sent to their respective power supplies. If the mode is IMS , 
the IMS noun is sent to the sweep power supplies in the sensor heads but the RPA 
noun is not sent to the retarding potential power supply. Instead, an all zeros noun 
is sent ('O' V retarding potential). If the memory mode is RPA, the RPA noun is 
sent normally but the IMS sweep power supplies are commanded to go to the fixed 
scan position of mass 1 and 4 (1975 V) on the low and high mass multipliers of aU 
three heads. If the memory mode is ALTERNATE, the RPA noun is always sent 
normally. The IMS noun is sent for 8 sec then the sweep supplies are commanded to 
the mass 1 and 4 position (1975 V) for 8 sec. This cycle continues while in this 
mode. The 8 sec memory mode time is not synchronized to the spacecraft 8 sec major 
frame. The 8 sec cycle time within the CE A starts at power ON and runs continuously 
and is not reset to '1' upon receipt of the mode command. The first half cycle will 
be short as shown in Figure 17. 

Status bits and HK monitors indicate which 8 sec cycle is in effect for any 1 sec 
data block. Toggle rates are in effect in all memory modes. 

4. 10 Fixed Scan Generator 

The fixed scan generator is included in case the instrument memory is lost. 

This circuit consists of a 10-bit counter with associated gating to generate a 32- step 
4 piece linear, exponential ramp. The output of each bit is parallel loaded into the 
RPA scan output register to be sent serially to the retarding potential power supply 
instead of the memory noun. The ramp is generated by switcMng the counter input 
to different stages at certain counts, and consists of 1 step at 0 V, 13 steps of 0.15 
V, 6 steps of 0.6 V, 5 steps of 2.4 V, and 7 steps of 4.8 V. 

The IMS sweep power supplies are commanded to the masses 4 and 1 (1975 V) 
position during fixed scan mode. The fixed scan mode will stay in effect until a 
minor mode 'B' is received by the instrument or until the instniment power is turned 
off. 

4. 11 Standby Memory Power 

The spacecraft provides +5 Vdc standby memory power. This 5 Vdc is diode 
(ed) with the +5 Vdc from the instrument low voltage power supply to form a power 
line to the RIMS memory. The standby memory power is independent of the RIMS 
instrument power and is turned ON/OFF by a separate power ON command. The 
purpose of this memory power is to provide a low power mode of operation to conserve 
spacecraft power and to minimize the up linking of memory loads. 

When the RIMS instrument power ON command is received the instrument begins 
operating using the contents of memory. The memory contents have been saved by 
keeping the memory alive through the standby memory power. Orbit operations have 
shown that this mode of operation is unreliable because the memory has been observed 
to change following an instrument power ON./OFF/ON sequence. Therefore, the most 
acceptable mode of continuous memory is to keep the instrument power on. Otherwise, 
iit is necessary to uplink a new memory load sequence. 
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Figure 17. RIMS memory toggle format. 




4.12 Memory Dump 

When the memory dump command is received, beginning at the next 1-pps pulse, 
telemetry channel F will contain the contents of memory address 0 (Fig. 13). This 
will occur regardless of which mode, IMS, RPA , or fixed scan, the instrument is in. 
During a memory dump, memory is read each 1/4 frame but the address is incremented 
by the master sequencer only at the minor frame mark. Memory contains. 32 nouns, 
therefore, it will take exactly 2 sec (32 x 0.0625) for memory dump. The 1 pps 
memory address reset does not occur during a memory dump. An automatic memory 
dump occurs every 256 sec. 

4.13 Instrument Control Register 

The ICR is a 32-bit register which controls the configuration of the instrument 
circmts and operating modes. This register is loaded from the minor mode 'A' 
command register by the master sequencer. 

At the 1-pps pulse, the master sequencer checks the minor mode 'A' control 
bit to see if a new ICR word has been received. If the control bit is a the master 
sequencer parallel transfers the contents of the command register into the ICR. The 
bit assignments and function of each bit are shown in Figure 14. Since the ICR is 
only updated at the 1-pps pulse, the status words in telemetry word 7 are always 
current with the ICR contents. The ICR is initially loaded with all zeros at power 
ON. 

4. 14 Over Current Protection 

The log amp current in each of the three heads is used to reduce the voltage 
to the CEMs when certain limits are exceeded. Once the protection is activated, the 
current is tested every 9 sec to determine if the CEM voltage can be returned to normal. 

4. 14. 1 Radial Over Current 

Bit 10 of the minor mode 'A' command is used to turn the radial over current 
protection on or off. Bit 11 is used to command the protection circuit into one of 
two sensing levels. If bib 11 is 'O' and the radial log amp senses a collector current 

greater than 10 A, the radial multiplier high-voltage power supply is commanded 
to the -1200 V step. This step is held; until 9 sec after the log amp current drops 

below 10 A. The multiplier high voltage is then released to return to its original 
setting (-1200, -2100, -2400, or -2800, V). If bit 11 is a '1' then the log amp current 

- 9 ; . 

must be, greater than 10 A before the radial multiplier high-voltage power supply is 
reduced to -1200 V. 

During on-orbit operations there is an unidentified spacecraft noise source 
which activates the over current protect circuit when operating in the . most sensitive 
mode. The instrument is operated so that the log amp current must be greater than 
- 9 

10 A to activate the protect circuit. 

4.14.2 ±Z Over Current 

The ±Z over current protection is always in the protect mode and is pre-set to 

- Q ' „ 

5 X 10 A. The CEM high voltage is the same as for the radial sensor. 
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5.0 TEST AND CALIBRATION 


The RIMS protoflight instrument underwent all environmental test specified by 
the DE project. 

The RIMS calibration activities were conducted in three increments: an initial 

calibration in the Marshall Space Flight Center (MSFC) facility, a comparative calibra- 
tion in the University of Bern plasma facility [1] , and a final calibration using the 
flight multipliers in the MSFC facility. The goal of these three tests was the deter- 
mination of the instrument mass resolution, the angular response, and the absolute 
sensitivity. Only the final calibration results will be given in this report. 

5.1 EnvironmentaT Test Program 

The DE-RIMS protoflight instrument underwent test at The University of Texas 
at Dallas (UTD) , MSFC, Goddard Space Flight Center (GSFC), and RCA-Astro- 
Electronics during the process of becoming Flight Qualified for the DE-1 spacecraft. 
The test program fulfilled the requirements of the Dynamics Explorer Environmental 
Testing Specification GSFC-DE-400-001-A. 

5.1.1 Test Sequence 

The DE-RIMS Protoflight instrument successfully completed the sequence of tests 
given in Table 4. Test reports and data have been filed with the DE Project Office 
and the results will not be discussed in this report. 

TABLE 4. RIMS TEST SEQUENCE 


Test Name 

Date 

A) 

Electrical Interface Tests 

11-28-79 

B) 

Weight, Center of Gravity, and 
Mechanical Interface Checks 

' 1-15-80 

12-14-79 

C) 

Electromagnetic Compatibility 

12-11-79 
6-16- 80 

D) 

Vibration 

12-14-79 

1-15-80 

E) 

Pyroshock 

1-15-80 

F) 

Acceleration 

1-15- 80 

G) 

Magnetics 

12-15-79 

H) 

Thermal Vacuum 

1-25-80 
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5. 2 Calibration 


The calibration of the RIMS /DE instrument was divided into three areas. These 
were the angular calibration to determine the angular sensitivity and the solid angle 
response, absolute calibration to determine the effective areas of the instrument, and 
mass sweeps to determine the location and width of the mass peaks. 

The calibration apparatus is sketched in Figure 18. The ion gun furnished a 
stable beam of low-energy ions with a beam diameter sufficiently large to illuminate 
the entire entrance aperture of RIMS. A manifold external to the chamber allowed 
controlled leak rates for the gases hydrogen, helium, and nitrogen (air). Ion beam 
currents were measured by a Faraday cup mounted on a swing arm which could posi- 
tion the cup directly over the RIMS entrance aperture for a measurement. The RIMS 
instrument was mounted on a tilting fixture which allowed the axis of rotation to be 
fixed at any azimuth. In this way the RIMS was essentially moved in a polar coor- 
dinate system (9, (})) with a scan around the axis of rotation equivalent to a scan in 
0 and a rotation of the fixture equivalent to a scan in cj). 




Figure 18. A sketch of the apparatus used in the calibration 
showing the ion source, Faraday cup, and 'RIMS 
mounted in the tilting fixtvire. 
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5.2.1 Angular Calibration 

Angular calibrations were done at fixed beam energies of 5, 10, and 30 eV for 
the masses 1, 2, and 4 in the low-mass channel and masses 4, 16, and 32 in the high- 
mass channel. Values of <j) were set in 30-deg increments ranging from tj) = 0 to 
(p = 150 deg. For each value of (j>, 9 was stepped in 5-deg increments between 0 = 

-60 deg to 0 = +60 deg. The entire data set was therefore equivalent to cf) = 0 to 
330 deg in 30-deg increments and 0 = 0 to ±60 deg in 5-deg increments, for a total 
of 150 points in space for each of 3 energies and 6 masses. 

The angular scan data were transferred to punched cards and were plotted 
using a contour plotting routine. Plots were made both of the raw data with A(p = 

30 deg and smoothed data with A (p = 5 deg. Figures 19 and 20 show examples of 
these plots for the radial sensor head at m = 2 and E = 10 eV. To compute the solid 
angle Q, a numerical evaluation was made of the integral : 

^ = /Ri ( 0,4)) sin0 d 0 d(j) 

where R^(0,cj)) is the response function normalized to unity. 


90 

1 



240 , 300 

270 

Figure 19. Contour plot of raw data showing the angular response of the RIMS 
radial heat at 10 eV for mass 2. Values of <p were incremented in 30 deg steps 
from 0 deg to 150 deg. For each value of (}) , 0 was stepped in 5 deg incre- 
ments from -60 deg to +60 deg. The geometric factor was 
computed to be 0.70454. 
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Figure 20. Contour plot of smoothed data showing the angular response of the 
RIMS radial head at 10 eV for m^s 2. Values of ({> were incremented 
in 5 deg steps in the computer program from 0 deg to 150 deg. 

For each value of (f), 6 was stepped in 5 deg increments 
from -60 deg to +60 deg. 

Figures 21, 22, and 23 show plots of as a function of mass and energy for 
the three sensor heads. It is seen that the +Z and -Z heads have similar responses, 
while for the R head is less due to the external collimator added to that sensor 

head. The value of at E - 0 for the +Z and -Z heads was computed based on the 
input grid geometry according to: 



The value of at E = 0 for the R head was obtained by extrapolation to be 


= 0.85 STER 

K 
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5.2.2 Absolute Calibration 

The total ion current was measured by the Faraday cup immediately before and 
after a mass sweep. An example of a mass sweep is plotted in Figure 24. The top 
panels are data from the high-mass channel and the bottom panels the low-mass 
channel. The mass numbers for the peaks are indicated. Under the assumption that 
the RIMS mass sweep detects all ion species present in the beam, the effective area 
A^ of the RIMS is related to the input flux by the equation: 



MASS SWEEP VOLTAGE 


Figure 24. A complete mass spectrxim measured in the MSFC calibration 
|facility showing a sweep of the low mass (1 to 8 amu) 
and high mass (4 to 32 amu) channels. 
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where CR. is the coiinting rate due to the ith ion species, and F is the input ion flux 
1 2 

in units of ions/cm , The input flux F is computed from the Faraday cup current 
according to.: 

' I 

•p — ^ 

q X A X T . • ' ' 

c 

- 19 2 

where q = 1.602 x 10 » area of the Faraday cup (A^ — tt cm ), and T is 

the combined transmission of two grids (T = 0.81). The mass sweeps at E = 30 eV 
and E = 10 eV for each head were used to compute effective areas. Calculated effec- 

-'2 2 - 2 2 

tive areas were in the range of 1.39 x lO cm to 3.29 x 10 cm . Figure 25 shows 
a plot of the calculated effective areas as a function of the Faraday cup current , 
showing a clear trend to larger values as the current decreases. This trend could 
possibly be caused by an offset in the measured cup current from high-energy elec- 
trons generated in the ion pumps. This would decrease the apparent ion current for 
the smaller values of ion current thus making the calculated effective areas larger. 



Ae (cm^) 

Figure 25. Calculated effective areas of the RIMS sensor heads as a 
- fvmction of the Faraday cup ctirrent. , 
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The theoretical value of the effective area can be calculated by consideration of 

2 

of the instrument geometry. The entrance slit has ah area of 0.1 cm . The grid 
assembly contains a total of 6 grids with a combined transmission of T = 0.478. If 
we assume a channeltron efficiency of 0.7 (based on the measurements of Fields, 
Burch, and Oran [2]), then the value of the effective area computes to be A = 3.3 x 

-2 2 ^ 

10 cm , which is near the upper range of the effective areas calcviiated from the cali- 
bration data. It should be remarked that a similar spread in the calculated effective 
area was observed in the calibration of the LIMS/SCATHA instrument [3], as well as 
a similar discrepancy in the theoretical and measured effective areas. Apparently 
there are particle losses in the instrument which are not accounted for, or the 
channeltron efficiency is less than supposed. However, two facts are clear, that 
there is no statistically significant difference in the effective areas of the high-mass 
and low-mass channels, and that there are no sig^iificant differences among the three 
sensor heads. This is confirmed by a preliminary examination of flight data when the 
instrument was in a warm, isotropic plasma. The recommendation is, then, that 
initially we adopt a value of the effective area as: 

A = 2.0 X 10 ^ cm^ 
e 


and adjust this value as we are able to compare data with other measurements of 
plasma density on the spacecraft. 

5.2.3 Calibration of the Radial Electrometer/RPA 

The following lists the transmission characteristics of the various grids and the 
areas of the RPA collector plate and entrance slit. 


a) 

Aperture grid pair: 

T ^ 0.81 

b) 

RPA grid: 

T ■= 0.81 

c) 

Suppressor grid pair: 

T = 0.81 

d) 

Shield grid: 

T - 0.90 

e) 

RPA collector area: 

A = 1.813 cm^ 
c 

f) 

Entrance slit area: 

A - 0 . 1 cm ^ . 

The 

combined effect of the 

grids in front of the RPA collector is then T - 


3 

(0.81) = 0.531. The equation relating electrometer current to ion flux is: 

9 1 I 1 ft 

Flux (ions/cm -sec) = „ . — - — = i x 6.496 x 10 

i X A X Q 

c ^ 

This equation is only valid in high mach number flow at a ram angle of 0 deg. 
The conversion from telemetry reading to current is given in paragraph 3. 3.1. 3. 
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5.2.4 Location of Mass Peaks 

The plots of mass sweeps, such as that shown in Figure 24, serve as well to 
calibrate the mass peak location of the RIMS. The mass sweep voltage is generated 
by a power supply whose input reference is a 12-bit word with decimal value ranging 
from 0 to 4095. The output voltage ranges from 0 to 2250 V. Therefore, the con- 
version from mass step to voltage is 0.54945 V7mass step. Each mass sweep consists 
of 46 separate data files, with each file consisting of data from a 32-step memory load 
Each mass sweep plot therefore consists of 1472 mass steps. The mass cStep memory 
loads were generated according to the following algorithm : 


Mass Step = 394 + I + KE I = 1,736 

Mass Step = 1130 + 4 (1 - 736) + KE I = 737, 1472 

The factor KE corrects for the ion beam energy and is computed by: 

KE = 18 - E (4095/2250) 


so that at E = 10 eV, KE = 0, and for E = 0 eV, KE =18. 

The top panels in the mass sweeps therefore have data points for each mass 
step while the bottom panels have data points for every fourth mass step. The mass 
range extends from m = 32 to m = 1. The procedure then for computing the mass 
step and voltage for 0 eV beam of a given mass specie is as follows: 

a) Get value of I from the mass sweep plot. 

b) Determine mass step assuming KE = 0. 

c) Add 18 to the mass step determined in (b) to get mass step for E = 0 eV. 

d) Multiply mass step by 0. 54945 to get the voltage. 

This procedure resulted in the following values for mass leCO"^) for the three heads: 


Radial 

Mass 

Step = 

910 

; 500.0 V 

+Z. 

Mass 

Step = 

910 


-z 

Mass 

Step = 

914 

; 502.2 V 


where V is the mass acceleration voltage, 
ma 

Since Am/m = AE/E = 0.03 = 15 V at 0"^, this 2 V difference among the heads 
is not significant. Therefore, we adopt for the mass calibration i 
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7998.0 V 
m 


V 

ma 


Solving this equation for selected ion mass results in Table 5 for the RIMS. 

TABLE 5. MASS PEAK LOCATION 


Mass/Q 

V 

ma 

Mass Step 

4(He'^yH'^) 

1999.51 

3640 

++ ++ 
8(0 /He ) 

999.76 

1820 

16(0'^/He'*') 

499.88 

910 

32(0 2'^70*'^) 

249.94 

455 


6.0 INSTRUMENT FLIGHT OPERATIONS 

The RIMS in-flight control can be subdivided into four major groups of opera- 
tions. These are: 

a) Power Supply Control and Settings 

b) Channeltron Management 

c) Downlink Data Selection 

d) IMS7RPA Operating Sequences. 

In each of these areas there is a group of commands, or more properly "instructions" 
or "settings," which can be stored in the instrument's logic to control its operation 
or data return. The purpose of this section is to list and describe each of these 
commands, to structure their place in the overall instrument configuration and control 
scheme, and to describe the procedure involved in developing and implementing a 
complete "command sequence." 

Unfortunately, the task is not straight forward. Because of the variety of 
spacecraft interface specifications, instrument safety considerations, EMI requirements, 
etc. , the actual instrument control organization bears only a slight resemblance to the 
above operational organization. In addition, it will be necessary to thread into the 
operations description, a description of the computerized command catalog system. 

This system is one of a hierarchy of mnemonics which begins by naming each indi- 
vidual command and ends with a unique name for each command sequence. The system 
is complex but must be considered in the overall operating philosophy as it subtly 
imposes certain requirements on the instrument operating approach. 

Figure 26 shows a conceptual overview of the system organization and the first 
level of detail within the software/command/hardware linkage. The hardware control 
includes the four groups of RIMS operations plus the two commandable spacecraft 




SPACECRAFT SUPPORt 



SOFTWARE COMMANDS HARDWARE 

Figure 26. RIMS hardware/software control interface. 

subsystems which must be managed in conjunction with experiment operations (the . 
tape recorder and the regulated power bus). The details of the command control 
within the RIMS groups are described in the next section. The two spacecraft sys- 
tems will need no further description other than to note that RIMS turn-on sequences 
must include "Reg. On" and "Tape On" commands even. though they may be redundant. 
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The controlling commands which link the hardware to the control software are 
subdivided into three classifications: Major Mode, Minor Mode 'A', and Minor Mode 'B'. 

The assignment of a command function into a classification is somewhat arbitrary from 
the instrument's point of view but, in general, the major mode commands are at the 
top of the control organization and are reserved for the turn-on or enabling of major 
subsystems. 

Minor Mode 'A' commands occupy the mid-level in the classification organization 
and are reserved for instrument -only (in this case RIMS) operations. These commands 
are generally intended for instrument settingfs which would be expected to be changed 
only occasionally. An example would be the channeltron operating voltage. A sig- 
nificant operational inconvenience will be encountered when measurements are specified 
which require a repeated changing of commands in this category. Such operations 
will require a special command to the instrument for each setting change. An example 
would be the cycling of the aperture bias voltage. 

The bottom of the organization is occupied by the Minor Mode 'B' commands. 
These commands are actually a binary load of the instrument's IMS7RPA sequence 
memory; although it is possible to command a dump of the memory contents into the 
down link data channels via a Minor Mode 'B' command. Each address in the 32 
address memory requires a separate command to effect the load of that address. 

The dotted boxes on the left of Figure 26 show an outline of the software 
implemented command cataloging system. Each individual command is assigned a unique 
mnemonic . Subsequently, the series of commands necessary to effect a desired instru- 
ment operating configuration are grouped according to their command classification and 
this group of commands is assigned its own unique command sequence mnemonic . It is 
possible to nest the command sequence so the separate Minor Mode ‘A' and Minor Mode 
'B' command sequence mnemonics can be grouped under a third mnemonic which then 
allows the entire load, exclusive of the enabling Major Mode Commands, to be 
referenced by invoking a single name. 

6.1 Operational Control Groups 

6.1.1 Power Supply Control and Settings 

Exclusive of the power supplies which control the mass settings of the IMS and 
provide voltage for the operation of the RPA , there are 6 separate supplies which 
must be managed via 11 Major Mode and 16 Minor Mode 'A' commands to effect 
complete instrument operation. These six supplies and their functions are listed in 
Table 6. 

The overall relation between the supplies and their 27 controlling commands is 
shown in Figure 27. In this figure the six supplies and their functional settings are 
shown in the dotted boxes. Also included within the boxes are the Minor Mode 'A' 
mnemonics which provide the authority to. command these respective settings. As 
noted in the figure, only those supplies which can be varied require Minor Mode 'A' 
commands and those commands are directly associated with the settings. 

The enabling authority for the supplies is controlled via Major Mode commands 
only. The controlling logic is diagrammed in the center of Figure 27 along with the 
associated Major Mode mnemonics. The Low Voltage and Memory power supplies are 
straight forward with "PWRON" and "MEMON" commanding the supplies on and 
"PWROF" and "MEMOF" commanding the supplies off. 
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TABLE 6. RIMS POWER SUPPLIES AND POWER SUPPLY FUNCTIONS 


1 ^ 

Supply 

Function 

Low Voltage 
Power Supply 

From the spacecraft regulated bus (-24. 5 V). 
Supplies all instrument systems except the 
Channeltron operating voltage. 

Memory Power 
Supply 

Provides a "keep-alive" supply (5 V) for 
the IMS/RPA memory for periods when the 
low voltage supply is off. 

Aperture 

Plane Potential 

Provides the negative bias potential for the 
conducting plane around the detector aper- 
tures. EMI specifications require grounding 
these planes when not in use. 

Radial Channeltron 
High Voltage 

Supplies the operating high voltage to the 
Channeltron pair in the radial head. 

+Z Channeltron 
High Voltage 

Supplies the operating high voltage to the 
Channeltron pairs in the +Z heads. 

-Z Channeltron 
High Voltage 

Supplies the operating high voltage to the 
Channeltron pair in the -Z head. 


M/UORMOOE MIIIORMOOEA 

lYnEM COMMARO MREMORIC COMMARD MNENORfC 



Figure 27. RIMS power supply command control. 
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. The switching of the aperture plane potentials is somewhat more complicated 
because of the ability within the instrument to enable the Z-pair and the radial 
independently. The command "RAPP" switches the radial aperture plane from space- 
craft ground to the programmed setting while "ZAPP" similarly switches both Z aper- 
ture planes to the setting. The return of the planes to ground can also be controlled 
independently via "RAPG" and "ZAPG"; or together, via a "PWROF" command. 

The three high-voltage supplies to the three channeltron pairs are commanded 
on ihdependently via "RHVE" , "PZHVE" , and "NZHVE" but can only be turned off 
together with the instrument's low voltage via a "PWROF" command. It is to be noted 
that when the "PWROF" command is invoked, it not only switches off all supplies 
except the memory supply, but it also imposes an aperture potential setting of 0 V 
and a high voltage setting of 2100 V on the three high-voltage supplies. When the 
instrument is next turned on by the Major Mode command string "PWRON, RAPP, 

ZAPP, RHVE, PZHVE, NZHVE" it will be in the Minor Mode 'A' configuration shown 
by the pointers in Figure 27. 

6.1.2 Channeltron Management 

The channeltron detectors on the RIMS instrument pose certain specialized 
problems vyhich have been addressed in the instrument design and command structure. 

A portion of their command control capability is actually located in the power supply 
design through its ability to vary the high voltage on the units. It is anticipated 
that these voltages will be adjusted through the course of the instrument lifetime to 
compensate for aging. Otherwise, the command control of the channeltrons allows for 
a selection of the noise threshold at which the channeltron detection circuits begin 
counting and a selection of the flux level at which the high voltage to the radial unit 
is reduced to inhibit counting. 

The inclusion of the threshold select capability on the instrument is more- for 
the sake of completeness of control than for an actual preconceived operational reqriire- 
ment. The control is a set of three single-pole, single-throw switches which allow for 
the selection of one of two threshold levels on each channeltron. The mnemonics for 
the switch control are given in Table 7. It will be noted that the "PWROF" defaults 
the settings to the lower threshold as it is anticipated that this setting will be ritilized 
for all science operations. 

The command control on the radial over flixx protection allows for a selection of 
one of two preset count rate levels at which the high voltage to the radial channeltrons 
is automatically reduced below the operating level to 1200 V. The protection feature 
can also be inhibited. The controlling signal for the automatic switch-down is derived 
from the current to the radial head collector. Commands, mnemonics, and current 
levels are listed in Table 8. 

It should be noted that the Z- channeltrons are designed with a fixed protection 
- 9 

level at 5 X 10 A sensed from their respective current collectors. This protection 
cannot be inhibited. 
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TABLE 7. CHANNELTRON THRESHOLD SETTING 



MNEMONIC 

THRESHOLD SELECT 

MINOR MODE A 

MAJOR MODE 

RADIAL 

LO 

RTLO 

PWROF 

HI 

RTHI 


+Z 



LO 

PZTLO 

PWROF 

HI 

PZTHI 


-Z 



LO 

NZTLO 

PWROF 

HI 

NZTHI 



TABLE 8. RADIAL CHANNELTRON PROTECTION 


PROTECTION SETTING 

MNEMONIC (MINOR MODE A) 

COLLECTED CURRENT 

LO CURRENT 

ROCLO 

10“'° AMPS 

HI CURRENT 

ROCHI 

10 ® AMPS 

INHIBITED 

ROCIN OR ROCIN3 

— 


6.1.3 Downlink Data Selection 

The science information provided by the RIMS instrument at each measurement 
Ipoint (16 msec) consists of output from nin^ separate sensors. These are: 

a) Radial High Mass Channeltron 

b) Radial Low Mass Channeltron 

c) Radial Collector Current 

d) +Z High Mass Channeltron 

e) +Z Low Mass Channeltron 

f) +Z Collector Current 

g) -Z High Mass Channeltron 
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h) -Z Low Mass Channeltrori 

i) -Z Collector Current. 

i 

However, because of the limited amount of telemetry resources available on the space- 
craft and the slowly var3dng nature of the data from the Z-heads, not, all of the data 
are downlinked at any given time. Instead, the data system provides instantaneous 
space for only a subset. This subset consists of data from the Radial High and 
Radial Low channeltrons plus data from three of the remaning seven sensors, as 
selected by the user. To provide a more comprehensive coverage of the set of sensors 
the selection of the assignable channels can be multiplexed to an alternate set of 
three sensors at one of four rates (each 4, 8, 16, or 32 data points). This provides 
access to a maximum of eight of the nine sensors. 

Figure 28 shows further details of the arrangement. Of the three assignable 
data channels , one is reserved for use by the current collectors. The other two 
handle the channeltron data from the two Z-heads. When coupled with the multiplex- 
ing, this arrangement allows all channeltron data to be transmitted (four Z-sensors 
switched into two channels plus the two dedicated radial channels) , but only two of 
the three current collectors. 



• RAD 

• +z 

• -Z 


RAD* 
+Z • 

-z • 


• +Z LO, -Z LO 

• +Z LO, +ZHI 

• +Z LO, -Z HI 

• +Z Hl,-Z LO 

• +Z HI, -Z HI 

• -Z LO, -Z HI 


+Z Hl,-Z HI • 
+Z LO, +Z HI • 
+Z LO, -ZHI • 
+Z HI, -ZLO • 
+Z LO, -Z LO • 
-Z LO, -Z HI • 


ONE ONE 

OF OF 

ONE ONE 


FIXED DATA CHANNELS (2) 


ONE 

OF 

THREE 


ONE PAIR 
OF 

SIX PAIR 



ASSIGNABLE DATA CHANNELS (3) 


Figure 28. Downlink data selection - IMS mode. 
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It is possible to configure the data selection such that data from all three of 
the current collectors are provided, but this can only be done at the expense of 
eliminating data from the Z-channeltrons. In this mode, the data channel dedicated 
to the current collectors is fixed to the radial collector and the Z-assignable channels 
become dedicated to the two Z-collectors. No multiplexing of data information is 
possible. This secondary configuration is called the "RPA Mode" to distinguish it 
from the "IMS' Mode" of Figure 28. The mnemonic structure for the commanding of 
the data selection configuration is shown in Table 9. 

TABLE 9. MNEMONICS - DATA CHANNEL CONFIGURATION 


MODE DATA SELECTION 

MULTIPLEX PERIOD 

MNEMONIC (MINOR MODE A) 

RPA N.A. 

N.A. 

RPAT3 

IMS 


RPATT 

COLLECTOR CHANNEL 



INITIAL 



RADIAL 


TSELI, 0* 

+Z 


TSELI, 1 

-Z 


TSELI, 2 

ALTERNATE 



RADIAL 


TSELA, 0* 

+Z 


TSELA, 1 

-Z 


TSELA, 3 

Z-CHANNELS 



INITIAL 



+Z LO, -Z LO 


ZSELI, 0*;ZSELI,6; ZSELI, 7 

+Z LO, +Z HI 


ZSELI, 1 

+Z LO, -Z HI 


ZSELI, 2 

+Z HI, -Z LO 


ZSELI, 3 

+Z HI, -Z HI 


ZSELI, 4 

-Z LO, -Z HI 


ZSELI, 5 

ALTERNATE 



+ZHI, -ZHI 


ZSELA,0», ZSELA, 6; ZSELA, 7 

+Z LO, +Z HI 


ZSELA, 1 

+Z LO, -Z HI 


ZSELA, 2 

+Z HI, -Z LO 


ZSELA, 3 

+Z LO, -Z LO 


ZSELA, 4 

-Z LO, -Z HI 


ZSELA, 5 


32 FRAMES 

MFT, 0* 


16 FRAMES 

MFT, 1 


8 FRAMES 

MFT, 2 


4 FRAMES 

MFT, 3 


•SELECTION CONFIGURATION AT INSTRUMENT POWER-ON. 
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6.1.4 IMS/RPA Operating Sequences 

The basic scientific operation of the RIMS instrument centers around the repro- 
grammable memory which controls the voltage of the instrument's RPA and IMS. This 
memory is organized as a 2 x 32 array with one column containing RPA settings and 
one containing IMS settings. Figure 29 shows a pictoral representation of the array. 
Access to the memory is by row with each row considered to be an individual 
address. In operation, the instrument sequentially executes the pair of settings at 
each address at the rate of one each 16 msec and then repeats from the top after 
finishing' the set. 


ADDRESS RPA IMS 


0 

10 BITS 

12 BITS 

1 

10 BITS 

12 BITS 

2 

10 BITS 

12 BITS 

3 

10 BITS 

12 BITS 

4 

10 BITS 

12 BITS 

5 

10 BITS 

12 BITS 

6 

10 BITS 

12 BITS 

7 

10 BITS 

12 BITS 

8 

10 BITS 

12 BITS 

9 

10 BITS 

12 BITS 

10 

10 BITS 

12 BITS 

11 

10 BITS 

12 BITS 

12 

10 BITS 

12 BITS 

13 

10 BITS 

12 BITS 

14 

10 BITS 

12 BITS 

15 

10 BITS 

12 BITS. 

16 

10 BITS 

12 BITS 

17 

10 BITS 

12 BITS 

18 

10 BITS 

12 BITS 

19 

10 BITS 

12 BITS 

20 

10 BITS 

12 BITS 

21 

10 BITS 

12 BITS 

22 

10 BITS 

12 BITS 

23 

10 BITS 

12 BITS 

24 

10 BITS 

12 BITS 

25 

10 BITS 

12 BITS 

26 

10 BITS 

12 BITS 

27 

10 BITS 

12 BITS 

28 

10 BITS 

12 BITS 

29 

10 BITS 

12 BITS 

30 

10 BITS 

12 BITS 

31 

10 BITS 

12 BITS 


Figure 29. IMS/RPA reprogrammable memory array. 

The actual contents of the memory are digital words; 10 bits in the case of the 
RPA side and 12 bits in the IMS portion. As a result, the actual voltages which can 
be achieved are quantized. The parameters of the control are given in Table 10. 

In the case of the mass spectrometers the actual mass setting is of more, interest than 
the voltage setting so an approximate and empirical relation between voltage and mass 
number for the high mass channel is given in the table. 

Load access to the memory itself is via Minor Mode 'B' commands and is accom- 
plished one address at a time. The instruction contains the digital IMS setting, the 
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TABLE 10. IMS/RPA DIGITAL SETTING CONTROL 


RPA 

IMS* 

:: 


10-BIT 


12-BIT 


VOLTS 

SETTING 

VOLTS 

SETTING 

MIN 

0 

0 

0 

0 

MAX 

51.15 

1023 

2250 

4095 

INCREMENT 

0.050 

1 

0.5495 

1 


•IMS MASS NUMBER = 7998/{IMS VOLTS) 


digital RPA setting, the designated address for the command, and a "clear -to -load" 
instruction. The command mnemonic format is as follows: 


IMS = XXXX , RPA = XXXX , MA = 

A A 



MLC* 

1 


Load Clearance 

Memory Address, 0 through 31 
RPA Digital Setting, 0 through 1023 
IMS Digital Setting, 0 through 4095 


* An instruction to dump the entire memory contents through the data channels after 
the command is loaded can be substituted for the clear-to-load. The alternate 
mnemonic is "MDR". 

To increase the flexibility of the control of the mass/energy cycling, there are 
four minor mode commands and one major mode command available which impose settings 
which supercede those settings specified in the memory array. These five control 
options are listed in Table 11 with their appropriate mnemonic. Invoking these com- 
mands does not alter the contents of the memory itself; hence, switching among them 
can be accomplished without reloading the array. 

A summary organization, tabular listing, and text reference for all RIMS com- 
mands is given in Appendix A. 
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TABLE 11. MEMORY ACCESS COMMANDS 


IMS/RP A CONTROL 

MNEMONIC 

1.; DEFAULT RPA TO ZERO VOLTS 

MEMMI (MINOR MODE A) 

ACCESS IMS MEMORY INSTRUCTIONS ONLY 


2. DEFAULT IMS TO ION PAIR 

MEMMR (MINOR MODE A) 

ACCESS RPA MEMORY INSTRUCTIONS ONLY 


3. ALTERNATE FULL MEMORY CONTROL WITH 

MEMMF3 (MINOR MODE A) 

"MEMMR" EACH EIGHT SECONDS 


4, OPIRATi WITH NORMAL MEMORY CONTROL 

MEMMF (MINOR MODE A) 

6. DEFAULT IMS SETTING TO H+ZHe'^ AND 

FSCAN (MAJOR MODE) 

RPA SETTINGS TO BUILT-IN CIRCUIT 


CONTROL (MEMORY FAILURE OPTION) 



6,2 General Programming Approach 


The first step in creating a RIMS operating program is, of course, selecting a 
goientiflo objective. Preferably, this is done after a review of existing data. Sub- 
sequently, the capabilities of the instrument and the DE-1 satellite characteristics 
must be analyzed to determine how best to utilize and combine them in achieving the 
desired measurements. Unfortunately, in this step it is sometimes necessary to accept 
eomproniises between the "desirable" and the "achievable." The final step should be 
the review of existing operating programs to determine if one already exists which 
substantially achieves the desired objectives. 

To demonstrate the overall procedure an example will be worked through in 
detail. This example will be the standard RIMS survey mode. That particular case 
is chosen because it flexes almost all of the RIMS scientific control capability and, 
since a substantial amount of data is taken in this mode, a thorough understanding of 
it and the resulting data serves as a useful starting point in understanding the RIMS 
measurements. 

The scientific motivation behind the survey mode was to provide an operating 
sequenee which would effectively sample the ambient low-energy plasma for the rela- 
tive abundance of the major known species and provide an adequate energy analysis 
of each of these species. It was intended that the mode would be used initially to 
develop a baseline picture of the composition and energy variations of the ionic 
species in the plasmasphere and low -altitude magnetosphere and subsequently to pro- 
vide e long term data base on their morphology. 

The portions of the instrument which are available to be configured to accomplish 
the desired measurement are the memory array of Figure 29, the memory access com- 
mands of Table 11, arid the data selection configuration' of Figure 28. 
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The ISEE low-energy ion data from the Plasma Composition Experiment estab- 
lished that the major probable constituents to expect in the DE-1 vicinity were H'*', 
He+, O’^, He"*^, and Although the ISEE observations were not sufficient to 

establish the absence of other species, they were sufficient to establish that the 
occurrence of other species was a rare event. Therefore, instrument time spent 
searching for species other than those mentioned could largely be instrument time 
spent measuring nothing. The major instrument constraint to be considered in the 
selection of the number of species to include in the survey is the limitation of the 
instruments' memory capability. With only 32 memory registers to store mass and 
energy step settings, the expansion of the mass sixrvey can, at some point, limit the 
number of steps available for the energy analysis. 

Again, from the ISEE data it had been learned that the energy of the low- 
energy plasma could be anywhere in the 0 to 50 V range measured by RIMS. In 
addition, it was evident that a major contribution of RIMS would be information on the 
time /location signature of the details of the energization of the ions. Hence , it was 
apparent that a general purpose survey mode should cover the mass range only as 
far as could be accomplished with adequate energy resolution maintained. 

The next factor to consider in the design of the operating program is the 
angular coverage. The DE-1 spacecraft is spinning at a rate of approximately 10 
rpm. This translates to about 1 deg of spin for each measurement point or memory 
step. Hence, during a complete memory execution the radial head will sweep about 
32 deg. A review of the ISEE data indicates that angular widths of the order of 30 
deg per energy scan are adequate for isotropic pitch angle distributions, but in the 
case of rapidly flowing or sharply peaked field aligned distributions it is too broad. 

In these cases the angular width of the sweep should be less than the angular width 
of the radial aperture acceptance angle. This suggests that the memory be utilized 
such that at least two complete RPA scans be accomplished over the 32 steps. 

One of the more critical and difficult questions to answer is that of the selection 
of the precise voltage steps of the RPA scan. The physics of the problem of deter- 
mining the bulk plasma parameters from the RPA data utilizing a single ion requires 
a few retarding points around the peak of the velocity distribution for a temperature 
solution, but a very fine sampling around the break point in the RPA curve for 
accurate flow velocity determinations. The latter constraint is the more difficult to 
meet with a limited number of steps available. The problem develops because each 
species has its individual RPA break point at the potential corresponding to its flow 
velocity and, in addition, the voltage location of the break point is translated linearly 
by a spacecraft potential. Therefore, in the general application, the portion of the 
voltage range requiring the fine sampling can be anywhere. The safest approach in 
selecting RPA values is to do so according to an exponential scheme. This provides 
the best blind chance that the proper sampling at points appropriate to a temperature 
determination will be collected. Its main disadvantage lies in the concentration of 
steps near low voltages at the expense of steps at intermediate and high voltages. 

Flow energies or attractive spacecraft potentials of a few volts will tend to move the 
cold plasma break point in the RPA curve into a region of widely spaced samples and 
subsequently degrade the accuracy of flow determinations in data analysis. 

In summary, the points to be considered are; 

a) Sampling of as many, species as possible without imposing any constraints 
on the steps available for energy analysis. Priority in the measurements should be 
given to H"^, He"*'"'', He"*", 0^"*“, and O'*". 
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b) Angular width of the energy scan between 10 and 20 deg. 

c) A RPA scheme containing as many points as possible with some compromise 
matching of the selection to the plasma phenomena considered to be of the highest 
importance. 

The scheme chosen to implement the desired measurement is shown in Table 12. 

It is seen in this table that a double RPA scan has been chosen. (The reason for 
the lead-in 51.15 settings will be covered later). Each RPA scan consists of 14 steps 
in an exponential sequence but with the alternate sequence containing different values. 
The concentration of points at the low voltages is evident in the scan but is considered 
to be appropriate for measurements of flow velocities in the outer plasmasphere where 
the main constituent is and the spacecraft potential should be near plasma potential. 

TABLE 12. RIMS SURVEY MODE 






IMS (IDNS) 

ADDRESS 

RPA (VOLTS) 



FIRST 8 SEC 

ALTERNATE 8 SEC 

0 

51.15 



H+/He+ 

He+/0+ 

1 

51.15 



H+/He+ 

He+/0+ 

2 

0.00 



H+/H8+ 

He+/D+ 

3 

0.10 



H+/H»f 

He+/0+ 

4 

0.15 



H+/H8+ 

He+/0+ 

5 

0.25 



H+/He+ 

He+/D+ 

6 

0.45 



H+/He+ 

He+ZCH- 

7 

0.75 



H+/H*+ 

He+/0+ 

8 

1.20 



H+/He+ 

He+/0+ 

9 

1.95 



H+/H»+ 

He+/0+ 

10 

3.25 



H+ZHe+ 

He+/0+ 

11 

5.35 



H+/He+ 

He+/0+ 

12 

8.80 



H+/Hfr+ 

He+/0+ 

13 

14.40 



H+/H8+ 

He+/0+ 

14 

23.70 

%SEC 

H+/H8+ 

He+/0+ 

15 

39.00 



H+/He+ 

He+/0+ 

16 

51.15 



H+/He+ 

He++/0++ 

17 

51.15 



H+/H8+ 

H8++/D++ 

18 

0.00 



H+/HB+ 

He++/D++ 

19 

0.15 



H+/H8+ 

He++/D++ 

20 

0.20 



H+/H»+ 

He++/D++ 

21 

0.35 



H+/He+ 

He++/D++ 

22 

0.55 



H+/He+ 

He++/0++ 

23 

0.95 



H+/He+ 

He++/0++ 

24 

1.55 



H+/He+ 

He-H-ZO-H- 

25 

2.55 



H+/H»+ 

He++ZO++ 

26 

4.15 



H+/He+ 

He++ZO++ 

27 

6.85 



H+/HB+ 

He++ZO++ 

28 

11.25 



H+/HB+ 

He++ZO++ 

,29 

18.50 



H+/He+ 

He++ZO++ 

30 

30.40 



H+ZHe+ 

He++ZO++ 

31 

50.00 



H+/He+ 

He++ZO++ 


The Alternate Memory Mode of the instrument has been chosen to provide cover- 
age of the five major species. The instrument win cycle throngh the programmed 
RPA sequence each 0.5 sec with the IMS set to the H+ZHe'*' pair for 8 sec and then 
operate for 8 sec with the IMS switching each 0.25 sec between the He+ZO^ pair and 
the He"*~''yo^''' pair. 

The final step in specifying the operating program is that of selecting the 
down-linked data pattern from Figure 28. These selections are straight forward. 

The toggle rate is chosen to be 32 frames so that the switching will be synchronous 
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with a memory execution. The collector channel is set to the radial collector for both 
the initial and alternate cycle on the basis that the major contribution from this 
detector will be in the ionosphere where the radial detector will be ramming the 
plasma. The Z-channels are configured to +Z Lo, -Z Lo on the initial cycle and +Z ■' 
Hi, -Z Hi on the alternate cycle for the simple reason that in the absence of a specific 
requirement, these detectors should be set to switch according to their power-on 
configuration. • 

The Minor Mode 'A' configuration then becomes 

TSELI, 0 

TSELA, 0 

ZSELI , 0 (From Table 9 and Figure 28) 

ZSELA, 0 

MET , 0 

MEMMR (From Table 11) 

Note that it is not necessary (nor allowable) to include within a science speci- 
fication the channeltron high-voltage setting of Figure 27, the channeltron threshold 
setting of Table 7, or the protection setting of Table 8. 

The final step in deriving the complete science load is that , of specifying the 
exact operating voltages for the IMS. The fundamental relation between mass number 
and IMS voltages was given in Table 9 as 

IMS VOLTS = 79987 (MASS NUMBER) . 


However, this relation holds only if the incident ions are at zero energy. For ions 
whose energy is greater than zero the optimum deflection voltage given by the equa- 
tion must be decreased by an amount equal to the ions energy. (The direction of 
this change in IMS potential can be remembered from energy considerations; that is, 
to compensate for increasing translation energy, the IMS voltage must be changed in 
the same direction as necessary to compensate for increasing mass.) The importance 
of this shift in IMS setting with external energy is masis dependent since the width 
of the mass channels in the instrument is given approximately by the empirical 
relation 


WIDTHS IN VOLTS = 647 (MASS NUMBER) 

For H^ the effect is negligible relative to the 50 V energy range of the instrument 
but for O'*' it is significant. 

To deal with the characteristic during energy scans of the RPA the equation for 
relating IMS volts to mass number can be modified to 


IMS VOLTS = 79987 (MASS NUMBER) - RPA VOLTS 
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V. 


This modification assures that if these are unretarded ions at the higher RPA settings, 
the IMS will have been "tuned" to measure them. 

With this last expression it is possible to derive the IMS settings necessary to 
fully specify the sequence of Table 12. 

k 

The results of this and the other portions of the command sequence are listed 
on the form in Figure 30. This form was devised to serve as a check list and record 
for the science -related instrument settings and contains all appropriate Minor Mode 'A' 
and Minor Mode 'B' commands. Note that only the IMS values for the heavier ion 
species are listed in the IMS column, and that there is no need to list the IMS setting 
for the default pair in effect during the alternate cycle. Also note that the IMS 
values are not in agreement with those generated by the relations in this section. 

Those values in the figure were derived prior to a rigorous evaluation of calibration 
data. Later operational versions of this command sequence reflect the refined values. 

D. E. /RIMS COMMAND SEQUENCE 


INVESTIGATOR: C. BAUGHER 
DATE : 3-21-80 


SEQUENCE NAME =Iii 

7 CHAR. 


MINOR MODE B 


MODE =1116. E. 

"scfTA'S.” 

REGION: ALL 
INVESTIGATION; 

OBJECTIVE: GENERAL SURVEY FOR MAIN 

constituents; 


MINOR MODE A 

INITIAL Z: ZSELI<=0 
ALTERNATE Z: ZSELA = 0 
INITIAL RPA HEAD: TSELI^O 
ALTERNATE RPA HEAD; TSELA = 0 
TOGGLE RATE; MFT = 0 
APERTURE POTENTIAL: APP = 0 


RPA MODE I I CHECK ONE 
IMS MODE [3 
ALTERNATE MEMORY MODE 
RPA DEFAULT 
IMS DEFAULT 

NORMAL MEMORY CONTROL 



CHECK ONE 


ADDRESS 

RPA 

VOLTS 

IMS 

VOLTS 

1 

51.15 

496.75 

2 

51.15 

496.75 

3 

.00 

496.75 

4 

.10 

496.65 

5 

.15 

496.60 

6 

.25 

496.50 

7 

.45 

496.30 

8 

.75 

496.00 

9 

1.20 

495.55 

10 

1.95 

494.80 

11 

3.25 

493.50 

12 

5.35 

491.40 

13 

8.80 

487.95 

14 

14.40 

482.35 

15 

23.70 

473.05 

16 

39.00 

457.75 

17 

51.15 

982.85 

18 

51.15 

982.85 

19 

.00 

982.85 

20 

.15 

982.70 

21 

.20 

982.65 

22 

.35 

982.50 

23 

.55 

982.30 

24 

.95 

982.90 

25 

1.55 

981.30 

26 

2.55 

980.30 

27 

4.15 

978.20 

28 

6.85 

976.00 

29 

11.25 

971.60 

30 

18.50 

964.35 

31 

30.40 

952.45 

32 

50.00 

932.85 


Figure 30. Command sequence form - survey mode.. 


57 





The final point to cover with regard to the IMS7RPA is the necessity for the 
lead-in 51.15 V settings of the RPA. This requirement derives from the finite time 
required for the IMS power supply to make large changes in voltage. In the example 
command sequence this supply must make two of these changes; one from 457. 75 V 
to 982.85 V and one from 932.85 V to 496.75 V. Both of these changes require more 
time than is avmlable between measurement points, and during the voltage recovery 
interval the data from the instrument is invalid. Hence, it is necessary to insure the 
RPA scan commences only after the power supply has settled. The actual RPA setting 
during the settling period is not critical but has been chosen to be 51.15 V for the 
dual purpose of flagging the points in software and restricting covints on the channel- 
trons by shutting out the maximum amount of plasma. 

As an approximate guide the following relations can be used to determine the 

number of invalid data points after a large change in the IMS setting; 

> 

Mass Setting Increasing 

INVALID POINTS = RND [0.2 (A MASS NUMBER)] 

Mass Setting Decreasing 

INVALID POINTS - RND [0.1 (A MASS NUMBER)] 
with the higher mass channel used for the determination. 

Note that the change from 457.75 to 982.85 V is one of decreasing mass and the 
dead time could be restricted to one data point. The expansion to two points is both 
for symmetry purposes and an artifact of the systemization of RPA sequences covered 
in Appendix D i, 

6.3 Instrument Modes, Command Sequences, and Naming Conventions 

In order -to catalog and track the operation of the DE instruments the. project 
has imposed a naming convention on the multitude of possible operations of each 
experiment. The intention is to file each instrument configuration as an abbreviated 
mnemonic and subsequently catalog the scientific operations time-line utilizing these 
mnemonics. 

For this purpose, two separate classifications are required. The first is a Mode 
name. A Mode is defined as a general category of operations such as cusp measure- 
ments, if a geophysical perspective is used, or a mass sweep, if an instrument per- 
spective is used. The Mode name is restricted to five characters. For RIMS, the 
instrument perspective was chosen as the classifying agent and a preliminary list of 
possible modes was derived prior to launch. This preliminary set is given in Table 13. 

A comparison of the several modes in this table wiU reveal that the survey mode 
of the previous section is a "T816E" mode where the letter E refers to the RPA 
sequence of Table 12 and Appendix D. Note that this mode name has been entered in 
the appropriate location of the form in Figure 30. 

The second classification is the Command Sequence name. This is the mnemonic 
assigned to the actual sequence of commands which specify the instrument configura- 
tion. Eight characters have been allowed for the word. With the structuring of the 
mode name frorp the instrument perspective it is possible to simply expand the mode 
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TABLE 13. RIMS NOMINAL OPERATING MODES 


Mode Mnemonic 

Brief Description 

HIXXZ 

A family of modes in which the instrument is measuring 
only one mass pair and concentrating on either high mass 
or angular resolution. The two unspecified locations in 
the mnemonic denoted by X will specify the heavier of 
the pair while the location denoted by Z refers to an 
RPA program. 

svxxz 

A family at survey modes in which the instrument 
splits its observing pattern between the H'^'yHe'*' 
mass pair and one other mass pair. The definition 
of the unspecified locations is the same as in the 
previous case. The total cycle time is 16 sec. 

SXYYZ 

A survey mode in which the RPA analysis is performed 
on the H^/He'*' pair plus two other ion pairs. The 
total cycle time in this mode is 0.5 sec. 

TXYYZ 

A survey mode which is similar to the previous 
survey mode with the exception of the sequencing 
pattern. In this case, the H'‘'/He'^ setting is main- 
tained for 8 sec with an RPA cycle each 0.25 
sec. In the subsequent 8-sec half of the cycle 
time, the instrument toggles between the alternate 
pairs each 0.25 sec. The total cycle time is 
16 sec. 

MXXYY 

A mass sweep mode starting at mass XX and ending 
at mass YY. The specified mass numbers are those 
of the heavy mass channel. The lower mass channel 
will be operating and measuring mass species of 
one-fourth of these mass values. Note: The sweep 

may not be continuous within the specified range, 
if prior instrument experience has indicated that 
certain mass numbers are unpopulated. The cycle 
time is 0.5 sec. 

CXXYY 

A mass sweep mode with interspersed RPA analysis 
of the H^7He^ pair. The cycle time is 16 sec. 

SSZZZ 

A special science mode to be determined after 
launch. Contact the RIMS Investigator. 

PLPHN 

Plasma mode used to investigate spacecraftVplasma 
interactions. Geophysical data may be available, 
but will reqioire special interpretation. N is the 
program number. 

INSTR 

Instrument check out, test, and calibration modes. 
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name by appending characters to indicate the various specific configurations of the 
instrument. In the case of the example command sequence developed in the previous 
section the name assigned is "T816EOO". Note that only seven of the eight possible 
characters have been used. The eighth character is reserved for internal sub- 
classifications of the parts of the command sequence which will be described in the 
next section. 

6. 4 Creating a RIMS Command Sequence File 

Subsequent to finalizing a desired RIMS operating program and filLingiout a 
Command Sequence Form, it is necessary to create a file on the Sigma- 9 which con- 
tains the command sequence in the format specified by the DE Experiment Operations 
Coordinator. The format . requirements are largely undocumented and what is pre- 
sented here was developed by trial and error. The actual translation of the contents 
of the form into the appropriate structure is accomplished through a tutorial and 
interactive program in the RIMS account on the Sigma 9. Hence, it is not necessary 
to accomplish the translation by hand but it is desirable to understand the format. 

As was mentioned in the introduction, the structure is basically one of a 
heirarchy of mnemonics. Figure 26 shows their basic structuring relative to the 
instrument. The dotted blocks on the left of the figure indicate two major groups. 
The lower group contains the RIMS Minor Mode 'A' and Minor Mode 'B' commands and 
will be the first described. To take advantage of the information which can be con- 
veyed by an example, we will continue working through the survey mode. 

The overall group is referenced by a single mnemonic, and specifying that 
mnemonic is intended to uniquely specify a Minor Mode 'A' and 'B' load for the instru- 
ment. This mnemonic is selected to be the seven letter sequence name which was 
established when the Command Sequence Form was completed. In this case "T816E00". 

The T816E00 command sequence is formed from two other command sequences, 
one for the Minor Mode 'B' commands and one for the the Minor Mode 'A' commands. 
The problem is to uniquely convey the details of the entire instrument load in these 
two eight letter words. 

Consider the Minor Mode 'A' command first. Since there are eight letters to 
work with, it is desirable to break the function of the Minor Mode ’A’ commands down 
into eight groups. One logical arrangement is as follows: 

1) Alternate T and Z Selection 

3 possible T selections (Table 9) 

8 possible Z selections (Table 9) 

24 combinations 

2) Initial T and Z Selection 

3 possible T selections (Table 9) 

8 possible Z selections (Table 9) 

24 combinations 

3) Memory Access Configuration 

4 possible Toggle Rates (Table 9) 

4 possible Memory Access Commands (Table 9) 

2 possible modes (RPA or IMS) 

32 combinations 
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4) High Voltage Select 

3 power supplies (Table 6) 

3 operational settings each (Fig. 27) 

27 combinations 

5) Threshold Select 

3 heads 

2 levels (Table 8)' 

8 combinations 

6) Aperture Potential 

1 power supply (Table 6) 

4 levels (Fig. 27) 

4 combinations 

7) Overcurrent Level 

1 head 

2 levels (Table 8) 

2 combinations 

8) Overcurrent Protection 

1 head 

2 possibilities (0N70FF) 

2 combinations 

Each of the groups contains fewer than the 36 symbols provided by the alphabet 
and the digits and each combination can therefore be specified by a single character. 
Items 1. through 5 are large groups and require reference to look-up tables for the 
relation between the setting and the cataloging character. These tables are located 
in Appendix B. The number of combinations in items 6, 7, and 8 are purposely kept 
small so that the mnemonic could be readily interpreted to determine the status of 
these more critical settings. 

This can be seen in the structure of the eight letter word: 

PL OA 

8 7 6 5 4 3 2 1 

Location eight will contain either a "P" for "Protection On" or a "U" for 
"Unprotected". Location seven wiU contain either a "H" for "High Level" or a "L" 
for "Low Level". Location six will contain the actual negative bias voltage on the 
aperture planes (0, 2, 4, or 8). 

Four of the eight Minor Mode 'A' groups are for items which change only rarely 
or could effect instrument health, if they areimis-set. These are items 8, 7, 5, and 
4. As a result they are not included in the Command Sequence Form and require a 
special editing of the command sequence file to effect a change. This provides a safe 
guard in that it is impossible to effect a change of these parameters unintentionally. 

A summary of these character assignments is given in Figure 31. 

Referring to the above, the tables of Appendix B and the Survey Mode Command 
Sequence Form gives "PLOOAAAA" for the mnemonic which uniquely describes the Major 
Mode 'A' load for the survey mode. For a reason which will become evident at the 
end of this section, this Minor Mode 'A' mnemonic will now be reassigned ^the name 
"T816E00X", where the first seven characters are derived from the Command Sequence 
mnemonic. 
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OVERCURRENT LEVEL 
(SEE TEXT TABLE (II) 


THRESHOLD SELECT* 
(SEE TABLE APP 11-5) 


MEMORY ACCESS CONFIGURATION 
(SEE TABLE APP. lt-3) 


ALTERNATE T & Z 
SELECTION (SEE 
TABLE APP. Il-l) 



LOCATION 8 7 6 5 4 3 2 1 

lift 

INITIAL T & Z 
SELECTION (SEE 
TABLE APP. 11-2) 


HIGH VOLTAGE SELECTION* 
(SEE TABLE APP. 11-4) 


APERTURE POTENTIAL 
(SEE TEXT TABLED 


OVERCURRENT PROTECTION* *RESTRICTED 

(ON*P, OFF = U) 


Figure 31. Minor mode mnemonic structure. 

IMS-XXXX, RPA^XXXX, MA = XX. MLC 


IMS SETTING 
REPRESENTED 
BY THREE 
CHARACTER 
HEX CODE 


RPA SETTING 
REPRESENTED 
BY THREE 
CHARACTER 
HEX CODE 


LETTER L» LOAD 
LETTER D = DUMP 


MEMORY ADDRESS 
REPRESENTED BY 
A SINGLE CHAR- 
ACTER. 

ADDRESS 0=0 
ADDRESS 1 = 1 


ADDRESS 10 = A 


ADDRESS 31 = V 


Figure 32. Minor mode "B*' mnemonic structure. 



The Minor Mode 'B' command structure is substantially different but the approach 
to representing a Minor Mode 'B' load by a single eight character mnemonic can be 
made more logical. For the Minor Mode 'B' load there are 32 addresses, each of which 
can contain any of 1024 RPA settings, 4096 IMS settings, and either a "clear to load" 
or a memory dump instruction. The diagram of Figure 32 demonstrates the approach 

8 

selected to represent these 2.7 x lO combinations. 

The basic Minor Mode 'B' load is subdivided into its four specific functions; 
the IMS setting, the RPA setting, the memory address, and the status of the load-bit. 
Each of these groups is then assigned a logical scheme to convert their setting into 
a character or a group of characters. The two possible configurations of the load bit 
are assigned a letter; "L" for clear to load and "D" for memory dump. Since the final 
mnemonic must begin with a character, this item is assigned to the first location. 

The four digit IMS setting is reduced to three digits by converting the number 
to hexadecimal. These three characters are then assigned to the three indicated 
locations. Likewise, the four digit RPA setting is converted, reduced, and assigned 
to the next three locations. Finally, the memory address is represented by a single 
character and assigned to the last location. The results are an eight character 
mnemonic which uniquely describes a single line of RIMS memory. Referring back to 
the survey mode, the first entry of the Minor Mode 'B' command would become 
"L3883FF0". 

At this point it is possible to take advantage of the grouping of individual 
mnemonics under a separate mnemonic. Logically it would seem appropriate to group 
aU 32 entries under a single name but a program limitation on the Sigma 9 prevents 
it from accepting the very large number of characters in this operation. It is 
necessary first to subdivide the 32 into four groups of eight each. These four 
subgroups can then be assigned an intermediate mnemonic. In our example the first 
eight Minor Mode 'B' commands are grouped under the label T816E00A, the second 
eight the mnemonic T816E00B, the third eight the mnemonic T816E00C, and the last 
eight T816E00D. The final level of identification can now take place with the 
assignment 

Command Sequence T816E00 

= Command Sequence T816E00X 

+ Command Sequence T816E00A 

+ Command Sequence T816E00B 

+ Command Sequence T816E00C 

+ Command Sequence T816E00D. 

A complete example of a RIMS memory load development through the interactive 
Sigma 9 program is given in Appendix C. 

At this point, it is appropriate to refer back to the step of relabling the Minor 
Mode A mnemonic in terms of the Command Sequence name; i.e., eqtuvalencing 
PLOOAAAA to T816E00X prior to the nesting of the five components into a single 
command sequence. A major motivation for this is the simplification which occurs in 
the "mental bookkeeping" for this whole rather esoteric procedure. It is possible to 
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quickly cross -associate Minor Mode 'A! configurations with their appropriate Command 
Sequence or Mode without having to maintain a cross reference list. Prior to flight, 
this step was considered an operational requirement in order to handle the situation 
in which power to the RIMS instrument was inadvertently interrupted. When such an 
interrupt occurs the programmed Minor Mode 'A' settings are lost but the memory 
power supply was intended to maintain continuity in the RPA/IMS memory. In this 
case, the remedial action through ground control to reestablish the RIMS operating 
configioration without outside communication back to the command data base was to 
have been to quickly determine the mode the instrument was in at the time of the 
power loss and then issue the "X" version of the mode. 

However, during the initial post flight operations it was discovered that the 
memory maintenance circuit was unreliable. Hence, to assure complete recovery from 
any break in power to RIMS , it is necessary to load the entire sequence anyway. 
Although this essentially alleviated the requirement for maintaining the extra name for 
the Minor Mode 'A' settings, the approach remains convenient. 


7.0 INSTRUMENT PERFORMANCE ANALYSIS 

The ISIS-II and AE-C and D IMS, both successfully flown on their respective 

2 3 

spacecrafts, exhibited a response to an ambient ion concentration of 10 ions /cm of 

2 X 10 A output current from the electron multiplier. This is equivalent to a 

4 3 

sensitivity of 1 x lO counts /sec for an ion density of l_/cm . The RIMS instrument 
has a factor of five increased sensitivity caused by its wider slits and shorter path 
length for the ion beam through the mass analyzer. 

- 2 3 

At a particle density of 10 ion,/cm , the minimum ion density to be measured 
by RIMS, the counting rate will be 100 counts/sec. The integration period is 0.012 
sec which yields a minimum counting rate of about 1 count /period. 

The maximum counting rate of the detectors is 10 MHz. This corresponds to 

5 

1.2 X 10 counts/12 msec counting period. The maximum ion density that can be 

3 3 

measured before counter saturation occurs is 1 x lo ionsVcm . At this density, the 

RPA collector current will be approximately 1 x lO A. The log amp detector which 

- 11 - 7 

measures the RPA collector current has a range of 1 x lO to 5 x 10 A. There- 
fore , there is about a decade overlap with the IMS output on each channel and a 

6 3 

maximum ion concentration measurement capability of 10 ions7cm . This is sufficiently 
over the expected F2 maximum density to give a reasonable safety margin without 
saturating the collector. The overlap between RPA collector current and IMS counts 
permit in-flight calibration of the instrument to augment the pre- flight laboratory 
calibrations. 
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APPENDIX A 


RIMS COMMAND MNEMONICS 


The following is a complete list of RIMS command mnemonics together with the 
reference list to explanatory figures and tables in this document. 

MAJOR MODE 


Mnemonic 

Function and Reference 

RIMS, PWRON 
RIMS, PWROF 

Applies - 24.5 V to RIMS - Figure 27 
Removes - 24.5 V from RIMS - Figure 27 

RIMS, MEMON 
RIMS, MEMOF 

Applies - 5 V to Instrument Memory - Figure 27 
Removes - 5 V from Instrument Memory - Figure 27 

RIMS, RAPG 
RIMS, RAPP 
RIMS, ZAPG 
RIMS, ZAPP 

Grounds Radial Aperture Plane - Figure 27 
Enables Program Radial Aperture Plane - Figure 27 
Grounds Z Aperture Planes - Figure 27 
Enables Program Z Aperture Planes - Figure 27 

RIMS , RHVE 
RIMS, PZHVE 
RIMS, NZHVE 

Enables Radial Channeltron High Voltage - Figure 27 
Enables +Z Channeltron High Voltage - Figure 27 
Enables -Z Channeltron High Voltage - Figure 27 

RIMS, FSCAN 

Imposes RPA/IMS hardware default (for memory failure) - 
11 

RIMS, MDUMP 

Commands RIMS Memory Dump N.A. 


MINOR MODE A 

Mnemonic 

Function and Reference 

RHV,0 

RHV,1 

RHV,2 

RHV,3 

Sets Radial High Voltage to 2100 V - Figure 27 

Sets Radial High Voltage to 2400 V - Figure 27 

Sets Radial High Voltage to 2800 V ’ Figure 27 

Sets Radial High Voltage to 1200 V - Figure 27 

PZHV.O 

PZHV,1 

PZHV,2 

PZHV,3 

Sets +Z High Voltage to 2100 V - Figure 27 

Sets +Z High Voltage to 2400 V - Figure 27 

Sets +Z High Voltage to 2800 V - Figure 27 

Sets +Z High Voltage to 1200 V - Figure 27 

NZHV,0 

NZHV,1 

NZHV,2 

NZHV,3 

Sets -Z High Voltage to 2100 V - Figure 27 

Sets -Z High Voltage to 2400 V - Figure 27 

Sets -Z High Voltage to 2800 V - Figure 27 

Sets -Z High Voltage to 1200 V - Figvire 27 

APP,0 
APP , 1 
APP,2 
APP , 3 

Programs Aperture Potential to 0 V - Figure 27 

Programs Aperture Potential to - 2 V - Figure 27 

Programs Aperture Potential to -4 V - Figure 27 

Programs Apertiare Potential to -8 V - Figure 27 

RTLO 

RTHI 

Sets Radial Channeltron Threshold Low - Table 7 
Sets Radial Channeltron Threshold High - Table 7 


Table 
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MINOR MODE A (Continued) 


Mnemonic 


Function and Reference 


PZLO 

P2HI 

NZLO 

NZHI 

ROCLO 

ROCHI 

ROCIN 

ROCIN3 

RPATl 

RPAT3 

MEMMI 

MEMMR 

MEMMF3 

MEMMF 

TSELI ,0 
TSELI,1 
TSELI ,2 

TSELA.O 

TSELA,1 

TSELA,2 


ZSELI ,0 
ZSELI ,1 
ZSELI ,2 
ZSELI ,3 
ZSELI ,4 
ZSELI ,5 
ZSELI ,6 
ZSELI ,7 

ZSELA.O 
ZSELA,1 
ZSELA,2 
ZSELA,3 
ZSELA,4 
ZSELA,5 
ZSELA,6 
ZSELA ,7 


Sets +Z Channeltron Threshold Low - Table 7 
Sets +Z Channeltron Threshold High - Table 7 

Sets -Z Channeltron Threshold Low - Table 7 
Sets -Z Channeltron Threshold High - Table 7 

Radial Overcurrent Protection lO g^ A - Table 8 
Radial Overcurrent Protection 10 A - Table 8 
Radial Overcurrent Protection Inhibited - Table 8 
Radial Overcurrent Protection Inhibited - Table 8 

IMS Mode - Figure 28 and Table 9 
RPA Mode - Table 9 

Read IMS Memory, Default RPA to zero - Table 11 
Read RPA Memory, Default IMS to H'^/He'^ - Table 11 
Alternate Memory Mode - Table 11 

Normal and Full Memory Control - Table 11 and Figure 29 

Sets Collector Channel to Radial on Initial Cycle 
Sets Collector Channel to +Z on Initial Cycle 
Sets Collector Channel to -Z on Initial Cycle 

Sets Collector Channel to Radial on Alternate Cycle - Figure 28 
and Table 9 

Sets Collector Channel to +Z on Alternate Cycle - Figure 28 
and Table 9 

Sets Collector Channel to -Z on Alternate Cycle - Figure 28 
and Table 9 

Sets Initial Z Selection to +ZLO , -ZLO - Figure 28 and Table 9 

Sets Initial Z Selection to :»-ZLO , J-ZHI - Figure 28 and Table 9 

Sets Initial Z Selection to +ZLO , -ZHI - Figure 28 and Table 9 

Sets Initial Z Selection to +ZHI , -ZLO - Figure 28 and Table 9 

Sets Initial Z Selection to +ZHI , -ZHI - Figure 28 and Table 9 
Sets Initial Z Selection to -ZLO, -ZHI - Figure 28 and Table 9 

Sets Initial Z Selection to +ZLO , -ZLO - Figure 28 and Table 9 

Sets Initial Z Selection to +ZLO , -ZLO - Figure 28 and Table 9 

Sets Alternate Z Selection to +ZHI , -ZHI - Figure 28 and Table 9 
Sets Alternate Z Selection to +ZLO , J-ZHI - Figure 28 and Table 9 
Sets Alternate Z Selection to +ZLO , -ZHI - Figure 28 and Table 9 
Sets Alternate Z Selection to -f-ZHI, -ZLO - Figure 28 and Table 9 
Sets Alternate Z Selection to +ZLO , -ZLO - Figure 28 and Table 9 
Sets Alternate Z Selection to -ZLO, -ZHI - Figure 28 and Table 9 
Sets Alternate Z Selection to +ZHI , - ZHI - Figure 28 and Table 9 
Sets Alternate Z Selection to +ZHI , -ZHI - Figure 28 and Table 9 


MFT , 0 

Sets 

Toggle 

MFT ,1 

Sets 

Toggle 

MFT ,2 

Sets 

Toggle 

MFT ,3 

Sets 

Toggle 


Period to 32 - Figure 28 and Table 9 

Period to 16 - Figure 28 and Table 9 

Period to 8 - Figure 28 and Table 9 

Period to 4 - Figure 28 and Table 9 
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Mnemonic 

INIT 


Mnemonic 
IMS ,XXXX 

RPA,XXXX 

MA,XX 

MLC 

MLCl 

MDR 


MINOR MODE A (Concluded) 


Function and Reference 

Initializes Minor Mode A Configuration to: 

RHV.O 

PZHV,0 

NZHV.O 

APP , 0 

ROCLO 

RPATl 

MEMMF 

TSELI.O 

TSELA.O 

ZSELI ,0 

ZSELA,0 

MFT ,0 

MINOR MODE B 

Function and Reference 

Sets IMS to Digital Value - Text, IMS7RPA Operating Systems 
Specified by XXXX 

Sets RPA to Digital Value - Ibid. 

Specified by XXXX 

Sp,ecifies Memory Address XX - Ibid. 

Clear to Load Memory Address - Ibid. 


Dump Memory After Load - Ibid. 
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APPENDIX B 


MINOR MODE A MNEMONIC REFERENCE TABLES 


These tables list the look-up code which is used in the RIMS Command Sequence 
Program to provide a unique name for each Minor Mode A configuration. Only the 
first five of the eight character locations are included. The assignments into the 
remaining three locations are described in the text in the section on naming conven- 
tions and in Figure 31. 


LOCATION NO. 1 ALTERNATE 
Z & T SETTING 


LOCATION NO. 2 INITIAL 
Z&TSETTING 


ALTERNATE INITIAL 


ALTERNATE\ 

0 

1 

2 

initialNT 

0 

1 

2 

0 

A 

B 

C 

0 

A 

B 

C 

1 

D 

E 

F 

1 

D 

E 

F 

2 

G 

H 

J 

2 

G 

H 

J 

3 

K 

L 

M 

3 

K 

L 

M 

4 

N 

P 

Q 

4 

N 

P 

Q 

5 

R 

S 

T 

5 

R 

S 

T 

6 

U 

V 

W 

6 

U 

V 

W 

7, 

X 

Y 

z 

7 

X 

Y 

z 
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APPENDIX C 


INTERACTIVE' COMMAND SEQUENCE PROGRAM 


Subsequent to completing a DE/RIMS Command Sequence form (blank copy 
included at the end of this appendix) it is necessary to execute the SIGMA 9 routine 
which formats the load for the D.E. EOCOPS catalog. A complete execution of this 
program is included in, and forms the balance of this section. With the exception of 
the first page of the operation, the program is self-explanatory. Understanding the 
first page requires some familiarity with the SIGMA 9 editor. 

The program consists of four subsections. These are: 

1) Minor Mode 'A' Commands 

2) Minor Mode 'B' Commands 

3) Error Checking and Correction 

4) Listing of the catalog entries. 

The answer of any questions within these sections is prompted by a question 

mark. 

The only operation which is not covered by the program is a modification of the 
restricted settings in the Minor Mode 'A' command. To effect a change in these 
settings again requires a knowledge of the SIGMA 9 editor; but, with this knowledge 
and this document, the appropriate steps will be obvious. 
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EDIT O^D*RI^SCS 
EDIT HERE 
•TY 1-5 

1. 000 IR F*1 

2.000 ISET F*l/RIf6CMDSEQ! IHOOTsSAVE 

3.000 ILMN*RIMSCS. 

4.000 IR F*l 
—EOF HIT AFTER 4. 

♦/R I MSCMDSE0/S/T816E00/ 

—EOF HIT AFTER 4. 

•TY 1-5 

1.000 IR F*l 

2.000 ISET FM/TBISEOO; INOUT;SAVE 

3.000 ILKNJRIMSCS. 

4.000 IR Fit 
—EOF HIT AFTER 4 . 

•E 
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THIS ROOT IKE FCPyATS A D- E. RlfS SEQUENCE 

rO?. TrZ D. £. EOCOPS CATALOG. h.'SWHR THE FOLLOW I NG: 

ENTER MODE MNEMOfJIC CFIVE CHARACTERS).' 

7T816E 

ElfTEH COMMAND SEQUENCE MNEMONIC (SEVEN CHARACTERS). 
7T8I6E00 

ENTER MINOR MODE "A' COMMANDS. 

ENTER INITIAL 2 (INTEGER). 

70 

ENTER ALTERNATE Z (INTEGER). 

70 

ENTER INITIAL RPA (INTEGER). 

70 

ENTER ALTERNATE PPA (INTEGER). 

70 

ENTER TOGGLE RATE (INTEGER). 

70 

ENTER APERTURE POTENTIAL (0.1.8. OR 3). 

70 

ENTER IMS OR RPA MODE (IKS OR RPA). 

7IMS 

EfCTER ONE OF IKE FOLLOWING CONDITIONS: 

I ALTERNATE MEMORY MODE 

8 RPA ACCESS ONLY 

3 IMS ACCESS ONLY 

•1 FULL MEMORY ACCESS 

ENTER NUMBER (1.8.3. OR 4). 

71 

IF YOU WANT TO STOP HERE. ENTER ' STOP . 

TO CONTIirjE TO THE RIMS MEMORY LOAD, HIT fSTURN. 
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ME>'C-RY ADDRESS N^'>GER! 1 ■ 
E>rrER R?h PC'TENT I a L. 

751. 15 

ENTER IKS SETTING.' . 

7-96. '*5 

MEMORY ADDRESS NUMBER: a 
ENTER RPA POTENTIAL. 

751. 15 

ENTER 'IKS SETT I Na 
74SS. TS 

MEMORY ADDRESS NUMBER: 3 
ENTER RPA POTENTIAL. 

?a 

ENTER IMS SETTING. 

7*193. T5 

MEMORY ADDRESS NUMBER: 4 
ENTER RPA POTENTIAL. 

7. 1 

ENTER IMS SETTING. 

7486. 65 

MEMORt’ ADDRESS NUMBER: 5 
ENTER RPA POTENTIAL. 

7. 15 

eiTER IMS SETTING. 

7495. 6 

HEl^iORY ADDRESS NUMBER: 6 
ENTER RPA POTENTIAL. 

7. 25 

ENTER IMS SETTING. 

7496. 5 

MEMORY ADDRESS NUMBER: 7 
ENTER RPA POTENTIAL. 

7. 45 

EItTER IKS SETTING. 

7495.3 


ENTER IMS SETTING. 

7495 . 

MEMO'RY ADDRESS NUMBER: 9 
ENTER RPA POTE’TIAL. 

71 . 2 

ENTER IMS SETTING. 

7495 . 55 

MEM'jRY ADDRESS NUMBER: 10 
ENTER RPA POTENTIAL 
71. 95 

ENTER IMS SETTING. 

7494. 8 

MEMORY ADDRESS NUMBER: 1 1 
ENTER RPA POTENTIAL 
73. 25 

ENTER IMS SETTING. 

7493. 5 

MEMORY ADDRESS NUMBER: 12 
ENTER PPA POTENTIAL 
75 . 35 

ENTER IMS SETTING. 

7491.4 

MEMORY ADDRESS NUMBER: 13 
ENTER RPA POTENTIAL. 

78. 8 

ENTER IMS SETTING. 

7487. S5 

MEMORY ADDRESS NUMBER: 14 
ENTER RPA POTENTIAL 

714.4 

ENTER IMS SETTING. 

7482. 35 



yEy<:>rrf ajDPZss !rjy3£R:is 
£:.T£?. rPH POTEJrriAL. 

723. •: 

£:.T£R IKS SETTING. 

7.173. 05 

KETiORY ADDRESS NUMBER: 16 
DiTER RPA POTENTIAL. 

739. 

ENTER IKS SETTING. 

7^7. 75 

MEMORY ADDRESS NUMBER* 17 
ENTER RPA POTENTIAL. 

751. 15 

ENTER IKS SETTING. 

?S^. 65 

MEMORY ADDRESS NUMBER* 18 
ENTER RPA POTENTIAL. 

751. 15 

EITER IKS SETTING. 

7933. 65 

MEMORY ADDP£SS NUMBER* 19 
ENTER RPA POTENTIAL. 

70. 

ENTER IKS SETTING. 

7SS3. 65 

MEMORY ADDF£SS NUMBER *30 
ENTER PPA POTENTIAL. 

7. 15 

ENTER IMS SETTING. 

7983. 

MEMORY ADDPvESS NUMBER*31 
ENTER PPA POTENTIAL. 

7. 2 

Ei.TER IKS SETT [ NG. 

7932. 65 

KEMCPY ADDRESS NUMBER *23 
ENTER RPA POTENTIAL. 


?- 35 

ENTER I»S SETTING. 

7562. 5 

MEMORY ADDRESS NL7SER*23 
ENTER PPA POTENTIAL. 

7. 55 

ENTER IMS SETTING. 

7983. 3 

MEMORY ADDRESS NNJMBER*34 
ENTER RPA POTENTIAL 

?. 95 

ENTER IKS SETTING. 

7933. 9 

MEMORY ADDRESS NUMBER *35 
ENTER RPA POTENTIAL 
71. 55 

ENTER IKS SETTING. 

7901. 3 

MEMORY ADDRESS NUMBER *36 
ENTER RPA POTENTIAL. 

73. 55 

ENTER IKS SETTING. 

7980. 3 

MEMORY ADDRESS NUMBER *37 
ENTER RPA POTENTIAL 
7^ 15 

ENTER IMS SETTING. 

?97a 7 

MEMORY ADDRESS NUMBER *38 
ENTER RPA POTENTIAL. 

76. 85 

ENTER IMS SETTING. 

7976. 
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ADDPE5S ?rj>S£R:?9 
E^rrSR FPA POTENTIAL. 

7-i I. 55, 

ENTER IKS SETTING. 

79*71. S 

KEKORY ADDPPSS ?nJK3ER:30 
ENTER RPA FOTEimAL. 
7ias 

ENTER IKS SETTING 

7954 , 35 

KPKORY ADDRESS WUMBERsSl 
ENTER RPA POTENTIAL. 

730. 4 . 

ENTER IKS SETT 1 KG. 

7953. 45 

MEMORY ADDRESS NUMBER: 33 
ENTER RPh POTENTIAL. 

7Sa 

ENTER IMS SETTING 
7933. 65 

H1TRETUR.N TO CONTINUE. 
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YOUH £ rrJK3£R IS E638 
YOCrt K IS 42537 

ARE THESE EJTTRIES ALL CORRHCT 7 


1 MODE :T816E 

2 CO<I-lAIID SEQUENCE iT816£00 

3 INITIAL Z J 0 

*: ALTERI.'ATE Z : 0 

5 INITIAL RPA : 0 

6 , ALTERNATE PPA : 0 

7 TOGGLE RATE : 0 

8 APERTURE POTENTIAL: 0 ' 

9 OH RPA MODE '-IRE 


1 ATEPiiATE MEMORY MODE 

2 RPA ACCESS ONLY 

3 IKE ACCESS ONLY 

4 FULL MEMORY ACCESS 

10 CONDITION CHC6EM : I 

HIT RETURN TO CONTINUE 
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ADRES5 

RPA VOLTS 

IMS VOL' 


1 

51. 15 

496.75 


2 

51.15 

496.75 


3 

.00 

4^.75 


4 

. 10 

486.65 


5 

. 15 

49a 60 


6 

.25 

49a 50 


7 

.45 

49a 30 


a 

.75 

49a 00 


9 

1.20 

49a 55 


10 

1.95 

494.00 


ll 

3.25 

493.50 


12 

5.35 

491.40 


13 

aso 

487.95 


U 

14.40 

482. 35 


15 

23.70 

473.05 


16 

39.00 

457.75 


17 

51. 15 

982.85 


18 

51. 15 

902.85 


19 

.00 

982.85 


20 

. 15 

982. 70 


21 

.20 

982. 65 


22 

. 35 

982. 50 


23 

.55 

982. 30 


24 

.95 

982.90 


25 

1. 55 

981.30 


26 

2.55 

sea 30 


27 

4. 15 

97a 70 


28 

aes 

976.00 


29 

11.25 

971.60 


30 

laso 

964.35 


31 

3a 40 

952.45 


32 

5a 00 

932.85 

11 

CHANGES 

ANY RPA V-OLTS 


12 

CHANGES 

ANY IKS VOLTS 


13 

REVIEWS 

ALL ENTRIES 
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ENTER A NUMBER (1-13) 

ENTER 0 IF ALL E1.TRIE3 ARE COPRECT 
70 

DO YOU WANT YOUR CARD IMAGES PRINTED ? 
ENTER Y FOR YES. OR N FOR m. 

7Y 
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DEF« SATID=A. 

DEF* EXPT=RIMS* 

CATALOG=CCm 
CAT* M«PRE=RI«SKA* 

MNARE=PL00AAAA2 

MINOR=' MZHV*0. PZHV*0. RHV*0, NZTLO. PZTLO, RTLO. ROaO, 
MEMMF3, APPtO. MFT*0. TSELA *0. TSELI *0. ZSELA *0. 
ZSELI*0.RPAT1'. 

CAT* CMDSE0=T816E00Xj0/PL00AAAA. 

CAT* MMPRE=RIMSMBs 
»iAME=L3883FF0J 

MINORS* IMSi904,RPA*1083,MA*0,MLC. 

CAT* MNAME=L3883FFU 

MINOR=' ir6*904,RPA»l023,MA»l.MLC'. 

CAT* MMAME=L3a80008J 

M I NOR=' I MS * 904, RPA * a MA » 2. MLC . 

CAT* MliAME=L3'750023J 

MINORS* IMS:885,RPA*2.MA*3,MLC'. 

CAT* MNAME=L3870034* 

MINOR=' IMS*903,RPA*3.MA*4.MLC' . 

CAT* MNAME=L3870055; 

MINOR=' IMS:903,RPA*5.MA:5.MLC'. 

CAT* MNAME=L3870096j 

MINOR=' IMS:903.RPAt9,MA»6.MLC*. 

CAT* «KAME=L38600F7j 

MINOR=* IMS:902.RPA*15.MA*7.MLC. 

CAT* MNAKE=L3850188; 

MINORS- IMS:901,RPA*24,MA:aMLC'. 

CAT* KNAHE=L3840279; 

MINOR- IMSs900,RPA*39.MA:9.MLC'. 

CAT* «HAME=L382041A; 

MINORS' IMS:89a.RPA*65.MA»lO.MLC' . 

CAT* MNAME=L37E06BB; 

M I NOR=' I MS » 894, RPA * 107, MA « 1 1 . MLC . 

CAT* KNAME=L3770BOCi 

MINOR=' IMS«887,re*A»l76,MA»l2,MLC . 

CAT* MNAME=L36D 1200* 



CAT 

CAT 

CAT 

CAT 

CAT 

CAT 

CAT 

CAT 

CAT 

CAT 

CAT 

CAT 

CAT 

CAT 

CAT 

CAT 

CAT 

CAT 

CAT 


If6s677,RPA:288.KA*13.MLC. 

«NA«E=L35C1DA£> 

MI!iOR=' If6?86aRPA*474,MA*14,MLC' . 
MNAME=L34130CF> 

MnJOR=* lKS*833,RPA*'7aO,«A»15.MLC* . 
MNAK£=L6FC3FFGl 

MINOR=' IMS* 178a RPA* 1083. MA* 16, MLC'. 
M}WKE=L6FC3FFH» 

MINOa=' IKS* 178a RPA* 1083, MA* 17, MLC' . 
KKAME=L6FC000lJ 

MINOa=' IMS* 178a RPA *0,MA*ia MLC'. 

MNAME=L6FC003Jj 

MINOR=' IMS* 178a RPA*3,MA*19, MLC'. 

KNAME=L6FC004K; 

MINOR=' IMS * 178a RPA *4. MA *80. MLC' . 

MHAME=L6FB007L; 

MINOR=' IMS»1787,RPA*7,MA*81.MLC'. 

M11AME=L6FB00BHj 

MINORS' IMS*1787.RPA*11.MA*88.MLC'. 
MNAME=L6FC013N* 

MIWOR=' IMS:17a8,RPA:19.MA*83.MLC'. 
MNAME=L6F901F0; 

MINOR=' IMS:1785.RPA*31.MA*84,MLC'. 
MNAME=L6F7033P; 

MINOR^^ IMS* 1783. RPA:51.MA*85. MLC. 
MNAME=L6F5053Q; 

MINOR=' IMS:17ai,RPA:83,MA*86.MLC. 
KNAME=L6F0089R; 

MINOR=' IKS*1776.RPA*137,MA*87.MLC. 
MMAME=L6E80EIS; 

K I NOR=' I MS * 176a RPA * 885, MA * Sa MLC . 
MHAME=L60A178T; 

MINOR=' IKS* 1754, RPA : 370. MA *89, MLC . 
KNAME=L6C5860UJ 

MINOR:^ IKS*1733, RPA«60aMA*30,MLC' . 
M!iAME=D6A13E8V» 

MIKOR=' IKS*1697,RPA«1000.MA*31,MDR'. 

CKDS£0=T8 16E00A 1 0/L3883FFO. 0/L3883FF 1, 0/L3880008, 
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0/L3T5(]02a. 0/L3870034* (VL30r7OO55w 0/L38r70096L 
0ya-38600F7. 

CAT* CMDSE0=T8l6E0C®*0>T-3a50188*(VL384(K79.(M-3a8O4lA. 

0/L37E06BB. CM377080C. 0/L36DI20D. 0>1-35C1DA£. 
0/L34130CF. 

CAT* CMDSE0=T8l6ECKX:J0>l£FC3FFa0>T-6FC3FFH.0y^6FC000I, 

0/L6FC003J. 0>0.a^C004K, CVLBFBOtrTU 0>1.6FBO0BM. 
0>0*6FC013N. 

CAT* CMDS£0=T816£OOD;0/L6F901FO.O/L6F7033P.O/L6F50530. 

0A6F0089R. (VL6E80E1S, (VL6DA172T, (VL6C52600, 
0/D6A13E8V. 

CAT* CMDSE0=T816E00;4rT816E00X.B/T8I6E00A. 12/T816E00B. 
16/T816E00C. 20/T816E00D. 

RIMS COMMAKD SEQUENCE COMPLETED. 

•STOP* 0 

♦••XEQ TERMINATED*** 
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D. E./RIMS COMMAND SEQUENCE 

investigator ; 

DATE: 


SEQUENCE NAME= 

7 char. 


MODE= 

5 char. 


REGION 


INVESTIGATION; 


OBJECTIVE; 


MINOR MODE A 
INITIAL Z: ZSELI = 

ALTERNATE Z; ZSELA = 

INITIAL RPA HEAD: TSELI = 
ALTERNATE RPA HEAD: TSELA = 
TOGGLE RATE: MFT = 

APERTURE POTENTIAL: APP = 


RPA MODE □ CHECK ONE 

IMS MODE I I 

ALTERNATE MEMORY MODE 
RPA DEFAULT 
IMS DEFAULT 

NORMAL MEMORY CONTROL 



CHECK ONE 


MINOR MODE B 


ADDRESS 

RPA 

VOLTS 

IMS 

VOLTS 

1 



2 



3 

’ 


4 



5 



6 



7 



8 



9 



10 



11 



12 



13 



14 



15 



16 



17 



18 



19 



20 



2l 



22 



23 



24 



25 



26 



27 



28 



29 



30 



31 



32 
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APPENDIX D 


RETARDING POTENTIAL ANALYZER SEQUENCE NAMING 
CONVENTION AND PROGRAMMING RULES 


The RIMS RPA voltage generator has 1024 (0 to 1023) possible steps with a 
resolution of 0.05 V. The voltage ranges from 0 to 51.15 V. A Memory Load can 
program 32 sequential RPA steps. There are no restrictions on the RPA step' order, 
as the settling time is very small. 

Most RPA sequences will be either linear sequences where the adjacent step: 
spacing is constant; or equi-log sequences where the ratio of adjacent steps is 
constant, that is 

V, + ^=a + d) , 
i 


DEFINE: S = RPA sequence index, with S ranging from 1 to N 

N = number of RPA steps in the sequence 
(1 + d) = Ratio of adjacent steps 
Then an equi-log RPA sequence is computed by: 


Vrpa = k (1 . d) 


S-2 


Such that : 

For S = 1 

For S = 2 

For S ^ N 


Vrpa - 0 (by definition) 


Vrpa - VI (first non- zero step) 


Vrpa ^ (maximum RPA voltage) 


Where N, V^, and V^^^ are selected for a particular application. 
An example is given in Table D-1: 


Let 


N = 10, V, = 0.1, V - 10 
1 max 

V^ = K (1 + d)® = > K - Vj^ - 0.1 

V = 10.0 = 0.1 (1 + d)8 = > (1 + d) - 1.778 

max 
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The above equations for defining an equi-log RPA sequence can be modified slightly so 
that a single equation can be written for the entire sequence. The modified sequence is 


''rpa = -k + K (1 + d)S-i 


Unfortunately, this form does not allow K and d to be computed analytically given V. , 
V^ax’ However, an approximate method is the following: 


1) Select V, , V . . N. 

' 1’ max 


,s-i 


2) Use the equation - K (1 + d) to compute K and d such that V^p^ - 

s = 1 and = V „ for s - N. Compute all steps. 

Jvi A niaX 

3) Modify the values by subtracting K from each value computed in (2) above. 


An example is given in Table D-2: 


N = 10, V, ^ 0.1, V „ =10.0 

1 max 

= > K = 0.1, (1 + d) -= 1,668. 

RPA STEP SEQUENCES DEFINITION 
General Guidelines 

1) If a RPA sequence is to be used with a mass scan which requires a settling 
time for the IMS voltage, then that settling time should be flagged with 51.15'V settings 
of the RPA. 


2) For RPA sequences, the first step is always 0 V, the first non-zero step is 

0.1 V. 

3) RPA sequences are to be identified with a single letter, excluding "I” and "O" , 

4) To properly supply data to the RIMS Summary Plots there must be n — 2, 3, 4, 
8, or 16 zero settings of the RPA within the 32 steps. The distribution need not be 
exactly uniform but must, at a minimum , locate azero setting within each 32/n bin. 
Greater than 16 zero settings will "turn-off" the summary plots. 


RPA Sequence A — Full Equi-Log Scan 


2 steps 51.15 V 

30 steps 0 to 50 V Equi-Log Spacing 


s = 1 

s =|2 - 30 
s = 14 


V. 


V 


RPA 

RPA 

RPA 


=0.1 (1+ 0.2485)®:^ 
- 0 
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RPA Sequence B — Full Linear Scan 


2 'steps 51.15 V 

30 steps 0 to 50 V linear spacing 
Vrua = 1.724 X (s-1): s ^ 1-30 

yKt'A = 0 S = 14 

''rPA ” si‘i 

RPA Sequence C — Low-E Equi-Log Scan 


2 steps 
30 steps 
s = 1 
- s = 2 - 
s = 14 


51.15 V 

0 to 20 V Eqiai-Log spacing 

^RPA ~ ^ s-2 

30 = 0.1 (1 + 0.2083) 


RPA ® 


RPA Sequence D — Equi-Log — Linear Combination 


2 steps 
10 steps 
20 steps 
s = 1 
s = 2 ■ 
s ='i!ll 
s = 14 


51.15 V 

0 to 10 V Equi-Log 

10 to 50 V Linear at 2 Wstep 


^RPA " 

“ : I ^ 

''rpa ^ 


(1 + 
- 10 


0. 7783) 


s-2 


RPA Sequence E - Interleaved Equi-Log Scans with 2 scans per Memory Cycle. 
See Table D-3 for definition of RPA Sequence E. 


RPA Sequence F — 2 Low-Energy Equi-Log Scans per Memory Cycle. 

2 steps 51. 15 V 
14 steps 0 to 20 V Equi-Log 

s ~ 1 ^RPA ~ ^ s-2 

s = 2 - 14 - 0.1 (1 J- 0.5551)® ^ 

Repeat 1 time 

RPA Sequence G - 3 Full Equi-Log Scans per Memory Cycle. 


2 steps 51.15 V 

8 steps 0 to 50 V Equi-Log 

s = 1 V PA = 0 2 

s = 2 - 8 Vpp^ - 0.1 (1 J- 1.817)® ^ 

Repeat 2 times 

RPA Sequence H - 3 Low-Energy Equi-Log Scans per Memory Cycle. 


2 steps 51. 15 V 
8 steps 0 to 20 V Equi-Log 


s = 1 
s = 2 - 8 
Repeat 2 times 


^RPA ^ s-2 

^RPA " ^ 1.4183)® ^ 



RPA Sequence J — 4 Full Equi-Log Scans per Memory Cycle. 


2 steps 51. 15 V 
6 steps 0 to 50 V Equi-Log 

® ^ ^RPA ~ ^ s-2 

s = 2 - 6 = 0.5 (1 + 2.162)® ^ 

Repeat 3 times 

RPA Sequence K — 4 Low-Energy Equi-Log Scans per Memory Cycle. 

2 steps 51.15 V 

6 steps 0 to 20 V Equi-Log 

® ~ ^ ^RPA ~ ^ s-2 

s = 2 - 6 = 0.5 (1 + 1.5148)® 

Repeat 3 times 

RPA Sequence L — Full Range Equi-Log Scan with Alternating Zeroes. 

s = 1, 3, 5 S odd: V„ . =0 „ „ 

s = 2, 4 S even: = 0.1 (1 + 2.302)®'^ 


RPA Sequence M — 2 Full Equi-Log Scans per Memory Cycle. 

2 steps 51.15 V 

14 steps 0 to 50 V Equi-Log 

® ~ ^ ^RPA ~ ^ s-2 

s = 2 - 14 Vpp^ = 0.1 (1 + 0.6785)® ^ 

Repeat 1 time 

RPA Sequence N - Modified Equi-Log Scan. 


See Table D-4 for definition of RPA sequencer N. 


RPA Sequence P — Linear RPA Scan to study polar wind flows. 


Linear Scan 0 to 10 V. 

2 steps 51.15 V 

30 steps 0 to 10. 15 V 

s = 1 V 


s = 2 - 
s = 14 


20 V 


RPA 

RPA 

'rpa 


^ 0 


0. 35(s-l) 
0 


RPA Sequence Q — Modified version of RPA Sequence E. Combination of linear steps 
up to 5 V and equi-log steps thereafter. See Table D- 5 for definition of RPA 
Sequence Q. 



TABLE D-1. EQUI-LOG RPA 
SEQUENCE 


0.00 
0.100 
0. 178 
0.316 
0.562 
1.00 
1.78 
3.16 
5.62 
10.00 


TABLE D-2. EQUI-LOG RPA SEQUENCE 
FROM ONE EQUATION 


s 

VIRPA 

VRPA 

1 

0.1 

0.0 

2 

0.1668 

0.067 

3 

0.278 

0.178 

4 

0.464 

0.364 

5 

0.774 

0.674 

6 

1.29 

1.19 

7 

2.15 

2.05 

8 

3.59 

3.49 

9 

5.99 

5.89 

10 

10.00 

9. 90 


TABLE D-3. INTERLEAVED RPA SEQUENCE E 
0 TO 50 V EQUI-LOG 


Step No. 


VRPA 


Step No. 


VRPA 


51.15 

51.15 

0.00 

0.10 

0.15 

0.25 

0.45 

0.75 

1.20 

1.95 

3.25 

5.35 

8.80 

14.40 

23.70 

39.00 


51.15 
51.15 
0.00 
0.15 
0.20 
0.35 
0. 55 
0.95 

1.55 

2.55 
4.15 
6.85 

11.25 
18.50 
30.40 
50. 00 





























TABLE D-4. RPA SEQUENCE N, MODIFIED EQUI-LOG SCAN 


Step No. 

VRPA 

— 
step No. 

VRPA 

1 

51.15 

17 

3.25 

2 

51.15 

18 

3.80 

3 

0.00 

19 

4.35 

4 

0.10 

20 

5.45 

5 

0.20 

21 

6.80 

6 

0. 30 

22 

8.45 

7 

0.40 

23 

10.55 

8 . 

0. 60 

24 

13.20 

9 

0. 75 

25 

16.50 

10 

0. 90 

26 

20.55 

11 

1.15 

27 

25.70 

12 

1.55 

28 

30.00 

13 

1.85 

29 

35.00 

14 

2.25 

30 

40.00 

15 

2.75 

31 

45.00 

16 

0.00 

32 

50.00 


TABLE D-5. RPA SEQUENCE Q, LINEAR-LOG INTERLEAVED SCAN 


Step No. 


VRPA 


51.15 

51.15 

0.00 

0.50 

1.00 

1.50 

2.00 

2.50 

3.00 

4.00 
5.35 
8.80 

14.40 

23.70 

39.00 

46.00 


VRPA 

Step No. 

51.15 

17 

51.15 

18 

0.00 

19 

0.25 

20 

0. 75 

21 

1.25 

22 

1.75 

23 

2.25 

24 

2.75 

25 

3.50 

26 

4.50 

27 

6.85 

28 

11.25 

29 

18. 50 

30 

30. 40 

31 

50.00 

32 
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